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EPA-R5-2019-007454_0001508

Case Narrative

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1

Project/Site: Central Wire

Soks 10 BOG-7R604-1

Laboratory: TestAmerica Chicago

Narrative

Job Narrative
500-78604-1

Receipt

The samples were received on 6/11/2014 9:50 AM; the samples arrived in good condition, properly preserved and, where required, on ice.

The temperature of the cooler at receipt was 1.1° C.
No analysis marked on COC - logged in by bottles received. Received one vial for lab sample 23 broken. Received Trip Blank not on
COC, added to COC and logged in.

GC/MS VOA

Method(s) 8260B: The laboratory control sample (LCS) for batch 240630 recovered outside control limits for the following analyte:
Trichlorofluoromethane. This analyte was biased high in the LCS and was not detected in the associated samples; therefore, the data
has been reported.

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.

Metals
No analytical or quality issues were noted, other than those described in the Definitions/Glossary page.

TestAmerica Chicago
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Detection Summary
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample I M4 Lab Sample 1D 500-78604-1
Analyte Result Qualifier RL MDL  Unit DilFac D Method Prep Type
1,1-Dichloroethane 0.00080 J 0.0010 0.00019 mg/L 1 82608 Total/NA
cis-1,2-Dichloroethene 0.0029 0.0010 0.00012 mg/L 1 82608 Total/NA
1,1,1-Trichloroethane 0.0084 0.0010 0.00020 mg/L 1 8260B Total/NA
Trichloroethene 0.0035 0.00050 0.00019 mg/L 1 8260B Total/NA
Tetrachloroethene 0.021 0.0010 0.00017 mg/L 1 8260B Total/NA
Barium 0.034 0.010 0.0011 mg/L 1 6010B Total/NA
Cadmium 0.00090 JB 0.0020 0.00026 mg/L 1 6010B Total/NA
Chromium 0.11 0.010 0.0010 mg/L 1 6010B Total/NA
Lead 0.0048 J 0.0050 0.0023 mg/L 1 6010B Total/NA
Selenium 0.0067 J 0.010 0.0046 mg/L 1 60108 Total/NA
Silver 0.00066 J 0.0050 0.00057 mg/L 1 6010B Total/NA

Client Sample 1D MWE Lab Sample 1D 500.78804.2
Analyte Result Qualifier RL MDL  Unit DilFac D Method Prep Type
Tetrachloroethene 0.0043 0.0010 0.00017 mg/L 1 8260B Total/NA
Barium 0.062 0.010 0.0011 mg/L 1 6010B Total/NA
Cadmium 0.00048 JB 0.0020 0.00026 mg/L 1 6010B Total/NA
Lead 0.0082 0.0050 0.0023 mg/L 1 6010B Total/NA

Cliant Sample 1D MWS Lab Sample D Bo0.TE804.3
Analyte Result Qualifier RL MDL  Unit DilFac D Method Prep Type
1,1,1-Trichloroethane 0.026 0.0010 0.00020 mg/L 1 8260B Total/NA
Trichloroethene 0.0021 0.00050 0.00019 mg/L 1 8260B Total/NA
Tetrachloroethene 0.092 0.0010 0.00017 mg/L 1 8260B Total/NA
Barium 0.034 0.010 0.0011 mg/L 1 60108 Total/NA
Cadmium 0.00039 JB 0.0020 0.00026 mg/L 1 6010B Total/NA
Chromium 0.0093 J 0.010 0.0010 mg/L 1 6010B Total/NA
Selenium 0.0055 J 0.010 0.0046 mg/L 1 6010B Total/NA
Silver 0.00082 J 0.0050 0.00057 mg/L 1 6010B Total/NA

Client Sample 1 MWED Lab Sample I BOO-TEE04-4
Analyte Result Qualifier RL MDL  Unit DilFac D Method Prep Type
1,1-Dichloroethane 0.0014 0.0010 0.00019 mg/L 1 8260B Total/NA
1,1,1-Trichloroethane 0.0080 0.0010 0.00020 mg/L 1 8260B Total/NA
Trichloroethene 0.015 0.00050 0.00019 mg/L 1 82608 Total/NA
Tetrachloroethene 0.00065 J 0.0010 0.00017 mg/L 1 8260B Total/NA
Barium 0.058 0.010 0.0011 mg/L 1 6010B Total/NA
Cadmium 0.00047 JB 0.0020 0.00026 mg/L 1 6010B Total/NA
Chromium 0.012 0.010 0.0010 mg/L 1 6010B Total/NA

Clinnt Sample 1D MWT Lab Sample D Bo0.TE804.8
Analyte Result Qualifier RL MDL  Unit DilFac D Method Prep Type
1,1-Dichloroethane 0.00058 J 0.0010 0.00019 mg/L 1 82608 Total/NA
cis-1,2-Dichloroethene 0.00057 J 0.0010 0.00012 mg/L 1 8260B Total/NA
1,1,1-Trichloroethane 0.012 0.0010 0.00020 mg/L 1 8260B Total/NA
Trichloroethene 0.0033 0.00050 0.00019 mg/L 1 8260B Total/NA

This Detection Summary does not include radiochemical test results.
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Detection Summary
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample I MWT {(Continued} Lab Sample D 500-TE604-8
Analyte Result Qualifier RL MDL  Unit DilFac D Method Prep Type
Tetrachloroethene 0.049 0.0010 0.00017 mg/L 1 82608 Total/NA
Barium 0.045 0.010 0.0011 mg/L 1 6010B Total/NA
Cadmium 0.00080 JB 0.0020 0.00026 mg/L 1 6010B Total/NA
Chromium 0.0096 J 0.010 0.0010 mg/L 1 6010B Total/NA
Lead 0.035 0.0050 0.0023 mg/L 1 60108 Total/NA

Client Sampls 1D MWE Lab Sample ) 800-T8804-8
Analyte Result Qualifier RL MDL  Unit DilFac D Method Prep Type
1,1-Dichloroethane 0.00079 J 0.0010 0.00019 mg/L 1 8260B Total/NA
cis-1,2-Dichloroethene 0.0014 0.0010 0.00012 mg/L 1 8260B Total/NA
1,1,1-Trichloroethane 0.0019 0.0010 0.00020 mg/L 1 82608 Total/NA
Trichloroethene 0.0075 0.00050 0.00019 mg/L 1 82608 Total/NA
Tetrachloroethene 0.069 0.0010 0.00017 mg/L 1 8260B Total/NA
Barium 0.041 0.010 0.0011 mg/L 1 6010B Total/NA
Cadmium 0.0022 B 0.0020 0.00026 mg/L 1 60108 Total/NA
Chromium 0.0018 J 0.010 0.0010 mg/L 1 6010B Total/NA
Lead 0.0060 0.0050 0.0023 mg/L 1 6010B Total/NA

Client Sample 1 MWS Lab Sample 1D 800788047
Analyte Resuit Qualifier RL MDL  Unit DilFac D Method Prep Type
Barium 0.027 0.010 0.0011 mg/L 1 6010B Total/NA
Cadmium 0.00067 JB 0.0020 0.00026 mg/L 1 6010B Total/NA
Lead 0.0036 J 0.0050 0.0023 mg/L 1 6010B Total/NA
Silver 0.00064 J 0.0050 0.00057 mg/L 1 6010B Total/NA

Client Sample 1D MW2 Lab Sample I BOO-TEE04-8
Analyte Resuit Qualifier RL MDL  Unit DilFac D Method Prep Type
cis-1,2-Dichloroethene 0.0014 0.0010 0.00012 mg/L 1 8260B Total/NA
1,1,1-Trichloroethane 0.00062 J 0.0010 0.00020 mg/L 1 8260B Total/NA
Trichloroethene 0.00025 J 0.00050 0.00019 mg/L 1 82608 Total/NA
Tetrachloroethene 0.0011 0.0010 0.00017 mg/L 1 8260B Total/NA
Barium 0.018 0.010 0.0011 mg/L 1 6010B Total/NA
Cadmium 0.00057 JB 0.0020 0.00026 mg/L 1 6010B Total/NA
Chromium 0.0011 J 0.010 0.0010 mg/L 1 6010B Total/NA

Client Sample 1D HBR Lab Sample I BOO-TEE04-8
Analyte Resuit Qualifier RL MDL  Unit DilFac D Method Prep Type
1,1,1-Trichloroethane 0.0055 0.0010 0.00020 mg/L 1 8260B Total/NA
Trichloroethene 0.00079 0.00050 0.00019 mg/L 1 8260B Total/NA
Tetrachloroethene 0.053 0.0010 0.00017 mg/L 1 8260B Total/NA
Barium 0.019 0.010 0.0011 mg/L 1 6010B Total/NA
Cadmium 0.00043 JB 0.0020 0.00026 mg/L 1 6010B Total/NA
Silver 0.00072 J 0.0050 0.00057 mg/L 1 6010B Total/NA

Client Sample I DGD Lab Sample 1D 500-TE604-10

This Detection Summary does not include radiochemical test results.
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EPA-R5-2019-007454_0001508

Detection Summary
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample I DGD (Continued) Lab Sample 1D 500-TE604-10
Analyte Result Qualifier RL MDL  Unit DilFac D Method Prep Type
Vinyl chloride 0.0087 0.00050 0.00010 mg/L. 1 82608 Total/NA
Chioroethane 0.0022 0.0010 0.00034 mg/L 1 82608 Total/NA
1,1-Dichlorcethene 0.0026 0.0010 0.00031 mg/L 1 82608 Total/NA
1,1-Dichloroethane 0.035 0.0010 0.00019 mg/L 1 82608 Total/NA
cis-1,2-Dichloroethene 0.0052 0.0010 0.00012 mg/L 1 82608 Total/NA
1,1,1-Trichloroethane 0.0054 0.0010 0.00020 mg/L 1 82608 Total/NA
Trichloroethene 0.00095 0.00050 0.00019 mg/L. 1 82608 Total/NA
Barium 0.12 0.010 0.0011 mg/L 1 60108 Total/NA
Cadmium 0.00054 JB 0.0020 0.00026 mg/L 1 60108 Total/NA
Selenium 0.0052 J 0.010 0.0046 mgiL 1 60108 Total/NA

Clent Sample 1 DG Lab Sample 1D 800-78804-11
Analyte Result Qualifier RL MDL  Unit DilFac D Method Prep Type
1,1-Dichloroethene 0.033 0.0010 0.00031 mg/L 1 8260B Total/NA
1,1-Dichloroethane 0.040 0.0010 0.00019 mg/L 1 82608 Total/NA
cis-1,2-Dichloroethene 0.0031 0.0010 0.00012 mg/L 1 82608 Total/NA
1,1,1-Trichloroethane 0.15 0.0010 0.00020 mg/l. 1 82608 Total/NA
Trichloroethene 0.024 0.00050 0.00019 mg/L 1 82608 Total/NA
Barium 0.032 0.010 0.0011 mgiL 1 60108 Total/NA
Cadmium 0.00035 JB 0.0020 0.00026 mg/L 1 60108 Total/NA
Lead 0.0032 J 0.0050 0.0023 mgiL 1 60108 Total/NA
Silver 0.00072 J 0.0050 0.00057 mg/L 1 60108 Total/NA
Client Sample I DGS Lab Sample 1D 800-T8804-12
Analyte Resuit Qualifier RL MDL  Unit DilFac D Method Prep Type
1,1,1-Trichloroethane 0.0028 0.0010 0.00020 mg/L 1 8260B Total/NA
Trichloroethene 0.00048 J 0.00050 0.00019 mg/L. 1 82608 Total/NA
Barium 0.024 0.010 0.0011 mg/L 1 60108 Total/NA
Cadmium 0.00027 JB 0.0020 0.00026 mg/L 1 60108 Total/NA
Chromium 0.0012 J 0.010 0.0010 mgiL 1 60108 Total/NA
Siver 0.00064 J 0.0050 0.00057 mg/L 1 60108 Total/NA
Clent Sample 1D DGWD Lab Sample I 800-78804-13
Analyte Result Qualifier RL MDL  Unit DilFac D Method Prep Type
Barium 0.033 0.010 0.0011 mgiL 1 6010B Total/NA
Cadmium 0.00067 JB 0.0020 0.00026 mg/L 1 60108 Total/NA
Chromium 0.0035 J 0.010 0.0010 mg/L 1 60108 Total/NA
Silver 0.00060 J 0.0050 0.00057 mg/L 1 60108 Total/NA
Client Sample D DUP Lab Sample 1D 500-TE604-14
Analyte Result Qualifier RL MDL  Unit DilFac D Method Prep Type
Barium 0.036 0.010 0.0011 mg/L 1 80108 Total/NA
Cadmium 0.00059 JB 0.0020 0.00026 mg/L 1 60108 Total/NA
Chromium 0.0026 J 0.010 0.0010 mgiL 1 60108 Total/NA
Cliant Sampls 1D DEWI Lab Sample 1D 500780418

This Detection Summary does not include radiochemical test results.
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Client: Autumnwood Consultants
Project/Site: Central Wire

Detection Summary

EPA-R5-2019-007454_0001508

TestAmerica Job |D: 500-78604-1

Client Sample 1D

s BGWL {Continusd)

Lab Sample I

B00-TBE04-15

Analyte Result Qualifier RL MDL  Unit DilFac D Method Prep Type
Barium 0.055 0.010 0.0011 mg/L 1 80108 Total/NA
Cadmium 0.00051 0.0020 0.00026 mg/L 1 6010B Total/NA
Chromium 0.0020 0.010 0.0010 mg/L 1 6010B Total/NA
Silver 0.00060 0.0050 0.00057 mg/L 1 6010B Total/NA
Client Sample 1D DOWS Lab Sample 1D BOO-TEE04-18
Analyte Resuit Qualifier RL MDL  Unit DilFac D Method Prep Type
Barium 0.016 0.010 0.0011 mg/L 1 6010B Total/NA
Cadmium 0.00057 0.0020 0.00026 mg/L 1 60108 Total/NA
Chromium 0.0020 0.010 0.0010 mg/L 1 6010B Total/NA

Clent Sampls I

Ex. 6 Personal Privacy (PP}

T No Detections.

Lab Sampls I

S00-78804-17

Clent Sample

Ex. 6 Personal Privacy (PP}

Lab Sample I

BOO-TREO4-18

{ No Detections.

Client Sample I

Ex. 6 Personal Privacy (PP)

Lab Sample I

B00-TBE04-18

[ No Detections.

Clent Sampls I

Ex. 6 Personal Privacy (PP)

Lab Sampls I

S00-78804-20

‘ No Detections.

Clent Sample Iy

Ex. 6 Personal Privacy (PP)

Lab Sample

BO0-78804-21

L No Detections.

Cliant Sample 1D

Lab Sample I

BO0-TRE04-22

r No Detections.

Client Sample 1D

Lab Sample I

SO0-78804-23

‘ No Detections.

Ex. 6 Personal Privacy (PP)

Clent Sample 1D

Lab Sample

B00-78804-24

L No Detections.

Cliant Sample 1D

Lab Sample I

BO0-TRE04-28

r No Detections.

Client Sample 1D

» Trip Blank

Lab Sample I

S00-78804-26

L No Detections.

This Detection Summary does not include radiochemical test results.
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Method Summary
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Method Method Description Protocol Laboratory
8260B Volatile Organic Compounds (GC/MS) SW846 TAL CHI
60108 Metals (ICP) SWW846 TAL CHI
7470A Mercury (CVAA) SW846 TAL CHI

Protocol References:
SW846 = "Test Methods For Evaluating Solid Waste, Physical/Chemical Methods”, Third Edition, November 1986 And lts Updates.

Laboratory References:
TAL CHI = TestAmerica Chicago, 2417 Bond Street, University Park, IL 60484, TEL (708)534-5200

TestAmerica Chicago
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Sample Summary
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Lab Sample ID Client Sample ID Matrix Collected Received

500-78604-1 MW4 Water 06/09/14 08:38  06/11/14 09:50
500-78604-2 MW6 Water 06/09/14 09:18  06/11/14 09:50
500-78604-3 MW5 Water 06/09/14 09:53  06/11/14 09:50
500-78604-4 MW5D Water 06/09/14 10:13  06/11/14 09:50
500-78604-5 MW7 Water 06/09/14 10:40  06/11/14 09:50
500-78604-6 MW8 Water 06/09/14 11:10  06/11/14 09:50
500-78604-7 MW9 Water 06/09/14 11:38  06/11/14 09:50
500-78604-8 MW2 Water 06/09/14 12:41  06/11/14 09:50
500-78604-9 HBR Water 06/09/14 13:20  06/11/14 09:50
500-78604-10 DGD Water 06/09/14 14:43  06/11/14 09:50
500-78604-11 DGI Water 06/09/14 15:08  06/11/14 09:50
500-78604-12 DGS Water 06/09/14 14:10  06/11/14 09:50
500-78604-13 DGWD Water 06/10/14 09:05  06/11/14 09:50
500-78604-14 DUP Water 06/10/14 09:10  06/11/14 09:50
500-78604-15 DGWI Water 06/10/14 09:27  06/11/14 09:50
500-78604-16 DGWS Water 06/10/14 09:48  06/11/14 09:50
500-78604-17 Water 06/10/14 10:30  06/11/14 09:50
500-78604-18 Water 06/10/14 10:55  06/11/14 09:50
500-78604-19 Water 06/10/14 11:15  06/11/14 09:50
500-78604-20 Water 06/10/14 11:35  06/11/14 09:50
500-78604-21 Ex. 6 Personal Privacy (PP) Water 06/10/14 11:57  06/11/14 09:50
500-78604-22 Water 06/10/14 12:20  06/11/14 09:50
500-78604-23 Water 06/10/14 13:40  06/11/14 09:50
500-78604-24 Water 06/10/14 13:20  06/11/14 09:50
500-78604-25 Water 06/10/14 14:.00  06/11/14 09:50
500-78604-26 Trip Blank Water 06/09/14 00:00  06/11/14 09:50

TestAmerica Chicago
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample I M4 Lab Sample 1D 500-78604-1
{1ate Collected: O8/08/14 0838 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 05:12 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 05:12 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 05:12 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 05:12 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 05:12 1
Trichlorofluoromethane <0.0010 * 0.0010 0.00019 mg/L 06/13/14 05:12 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/13/14 05:12 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 05:12 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 05:12 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 05:12 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 05:12 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 05:12 1
1,1-Dichloroethans 0.00080 J 0.0010 0.00019 mg/L 06/13/14 05:12 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 05:12 1
cis~1,2-Dichloroethene 0.0028 0.0010 0.00012 mg/L 06/13/14 05:12 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 05:12 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 05:12 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 05:12 1
1,1.1-Trichloroethane 0.0084 0.0010 0.00020 mg/L 06/13/14 05:12 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 05:12 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 05:12 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 05:12 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 05:12 1
Trichlioroethene 0.0035 0.00050 0.00019 mg/L 06/13/14 05:12 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 05:12 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 05:12 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 05:12 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 05:12 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 05:12 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 05:12 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 05:12 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 05:12 1
Tetrachloroethene 0.021 0.0010 0.00017 mg/L 06/13/14 05:12 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 05:12 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 05:12 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 05:12 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 05:12 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 05:12 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 05:12 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 05:12 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 05:12 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 05:12 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 05:12 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 05:12 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 05:12 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 05:12 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 05:12 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 05:12 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 05:12 1

TestAmerica Chicago
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EPA-R5-2019-007454_0001508

Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample I M4 Lab Sample 1D 500-78604-1
{1ate Collected: O8/08/14 0838 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 05:12 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 05:12 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 05:12 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 05:12 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 05:12 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 05:12 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 05:12 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 05:12 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 05:12 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 05:12 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 05:12 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 05:12 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 05:12 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 05:12 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 05:12 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 05:12 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 05:12 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 97 75.125 06/13/14 05:12 1
Toluene-d8 (Surr) 97 75.120 06/13/14 05:12 1
4-Bromofiuorobenzene (Surr) 96 75.120 06/13/14 05:12 1

1

Dibromofluoromethane 88 75.120 06/13/14 05:12

Method: 60108 - Metals (ICP)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Arsenic <0.010 0.010 0.0026 mg/L © 06/11/1414:30  06/17/14 20:57 1
Barium 0.034 0.010 0.0011 mg/L 06/11/14 14:30  06/17/14 20:57 1
Cadmium 0.0009C JB 0.0020 0.00026 mg/L 06/11/14 14:30  06/17/14 20:57 1
Chromium 011 0.010 0.0010 mg/L. 06/11/14 14:30  06/17/14 20:57 1
Lead 0.0048 J 0.0050 0.0023 mg/L 06/11/14 14:30  06/17/14 20:57 1
Selenium 0.0067 J 0.010 0.0046 mg/L 06/11/14 14:30  06/17/14 20:57 1
Silver 0.00066 J 0.0050 0.00057 mg/L 06/11/14 14:30  06/17/14 20:57 1

Method: 7470A - Mercury (CVAA)
Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac

Mercury <0.00020 0.00020 0.000072 mg/L 06/12/14 13:00  06/13/14 09:01 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample 1 MWV Lab Sample D 500-T8604-3
{1ate Collected: O8/08/14 0918 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 05:36 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 05:36 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 05:36 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 05:36 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 05:36 1
Trichlorofluoromethane <0.0010 * 0.0010 0.00019 mg/L 06/13/14 05:36 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/13/14 05:36 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 05:36 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 05:36 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 05:36 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 05:36 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 05:36 1
1,1-Dichloroethane <0.0010 0.0010 0.00019 mg/L 06/13/14 05:36 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 05:36 1
cis-1,2-Dichloroethene <0.0010 0.0010 0.00012 mg/L 06/13/14 05:36 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 05:36 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 05:36 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 05:36 1
1,1,1-Trichloroethane <0.0010 0.0010 0.00020 mg/L 06/13/14 05:36 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 05:36 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 05:36 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 05:36 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 05:36 1
Trichloroethene <0.00050 0.00050 0.00019 mg/L 06/13/14 05:36 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 05:36 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 05:36 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 05:36 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 05:36 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 05:36 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 05:36 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 05:36 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 05:36 1
Tetrachloroethene 0.0043 0.0010 0.00017 mg/L 06/13/14 05:36 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 05:36 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 05:36 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 05:36 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 05:36 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 05:36 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 05:36 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 05:36 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 05:36 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 05:36 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 05:36 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 05:36 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 05:36 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 05:36 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 05:36 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 05:36 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 05:36 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample 1 MWV Lab Sample D 500-T8604-3
{1ate Collected: O8/08/14 0918 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 05:36 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 05:36 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 05:36 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 05:36 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 05:36 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 05:36 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 05:36 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 05:36 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 05:36 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 05:36 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 05:36 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 05:36 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 05:36 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 05:36 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 05:36 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 05:36 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 05:36 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 93 75.125 06/13/14 05:36 1
Toluene-d8 (Surr) 97 75.120 06/13/14 05:36 1
4-Bromofiuorobenzene (Surr) 97 75.120 06/13/14 05:36 1

1

Dibromofluoromethane 88 75.120 06/13/14 05:36

Method: 60108 - Metals (ICP)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Arsenic <0.010 0.010 0.0026 mg/L © 06/11/1414:30  06/17/14 21:26 1
Barium 0.062 0.010 0.0011 mg/L 06/11/14 14:30  06/17/14 21:26 1
Cadmium 0.00048 JB 0.0020 0.00026 mg/L 06/11/14 14:30  06/17/14 21:26 1
Chromium <0.010 0.010 0.0010 mg/L 06/11/14 14:30  06/17/14 21:26 1
Lead 0.0082 0.0050 0.0023 mg/L 06/11/14 14:30  06/17/14 21:26 1
Selenium <0.010 0.010 0.0046 mg/L 06/11/14 14:30  06/17/14 21:26 1
Silver <0.0050 0.0050 0.00057 mg/L 06/11/14 14:30  06/17/14 21:26 1

Method: 7470A - Mercury (CVAA)
Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac

Mercury <0.00020 0.00020 0.000072 mg/L 06/12/14 13:.00  06/13/14 09:13 1
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EPA-R5-2019-007454_0001508

Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample 1 MWNS Lab Sample D 500-T8604-3
{1ate Collected: OS8/08/14 0953 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 06:01 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 06:01 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 06:01 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 06:01 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 06:01 1
Trichlorofluoromethane <0.0010 * 0.0010 0.00019 mg/L 06/13/14 06:01 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/13/14 06:01 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 06:01 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 06:01 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 06:01 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 06:01 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 06:01 1
1,1-Dichloroethane <0.0010 0.0010 0.00019 mg/L 06/13/14 06:01 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 06:01 1
cis-1,2-Dichloroethene <0.0010 0.0010 0.00012 mg/L 06/13/14 06:01 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 06:01 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 06:01 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 06:01 1
1,1.1-Trichloroethane 0.026 0.0010 0.00020 mg/L 06/13/14 06:01 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 06:01 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 06:01 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 06:01 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 06:01 1
Trichlioroethene 0.0021 0.00050 0.00019 mg/L 06/13/14 06:01 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 06:01 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 06:01 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 06:01 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 06:01 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 06:01 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 06:01 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 06:01 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 06:01 1
Tetrachloroethene 0.092 0.0010 0.00017 mg/L 06/13/14 06:01 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 06:01 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 06:01 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 06:01 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 06:01 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 06:01 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 06:01 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 06:01 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 06:01 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 06:01 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 06:01 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 06:01 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 06:01 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 06:01 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 06:01 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 06:01 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 06:01 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample 1 MWNS Lab Sample D 500-T8604-3
{1ate Collected: OS8/08/14 0953 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 06:01 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 06:01 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 06:01 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 06:01 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 06:01 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 06:01 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 06:01 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 06:01 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 06:01 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 06:01 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 06:01 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 06:01 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 06:01 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 06:01 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 06:01 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 06:01 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 06:01 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 95 75.125 06/13/14 06:01 1
Toluene-d8 (Surr) 96 75.120 06/13/14 06:01 1
4-Bromofiuorobenzene (Surr) 97 75.120 06/13/14 06:01 1

1

Dibromofluoromethane 87 75.120 06/13/14 06:01

Method: 60108 - Metals (ICP)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Arsenic <0.010 0.010 0.0026 mg/L © 06/11/1414:30  06/17/14 21:30 1
Barium 0.034 0.010 0.0011 mg/L 06/11/14 14:30  06/17/14 21:30 1
Cadmium 0.0003%8 JB 0.0020 0.00026 mg/L 06/11/14 14:30  06/17/14 21:30 1
Chromium 0.0093 J 0.010 0.0010 mg/L. 06/11/14 14:30  06/17/14 21:30 1
Lead <0.0050 0.0050 0.0023 mg/L 06/11/14 14:30  06/17/14 21:30 1
Selenium 0.0085 J 0.010 0.0046 mg/L 06/11/14 14:30  06/17/14 21:30 1
Silver 0.00082 J 0.0050 0.00057 mg/L 06/11/14 14:30  06/17/14 21:30 1

Method: 7470A - Mercury (CVAA)
Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac

Mercury <0.00020 0.00020 0.000072 mg/L 06/12/14 13:.00  06/13/14 09:15 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample I MWNED Lab Sample D 500-T8604-4
{1ate Collected: OS8/0814 1043 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 06:26 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 06:26 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 06:26 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 06:26 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 06:26 1
Trichlorofluoromethane <0.0010 * 0.0010 0.00019 mg/L 06/13/14 06:26 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/13/14 06:26 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 06:26 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 06:26 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 06:26 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 06:26 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 06:26 1
1,1-Dichloroethans 0.0014 0.0010 0.00019 mg/L 06/13/14 06:26 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 06:26 1
cis-1,2-Dichloroethene <0.0010 0.0010 0.00012 mg/L 06/13/14 06:26 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 06:26 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 06:26 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 06:26 1
1,1.1-Trichloroethane 0.0080 0.0010 0.00020 mg/L 06/13/14 06:26 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 06:26 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 06:26 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 06:26 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 06:26 1
Trichlioroethene 0.015 0.00050 0.00019 mg/L 06/13/14 06:26 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 06:26 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 06:26 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 06:26 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 06:26 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 06:26 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 06:26 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 06:26 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 06:26 1
Tetrachloroethene 0.00065 J 0.0010 0.00017 mg/L 06/13/14 06:26 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 06:26 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 06:26 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 06:26 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 06:26 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 06:26 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 06:26 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 06:26 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 06:26 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 06:26 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 06:26 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 06:26 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 06:26 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 06:26 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 06:26 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 06:26 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 06:26 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample I MWNED Lab Sample D 500-T8604-4
{1ate Collected: OS8/0814 1043 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 06:26 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 06:26 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 06:26 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 06:26 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 06:26 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 06:26 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 06:26 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 06:26 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 06:26 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 06:26 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 06:26 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 06:26 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 06:26 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 06:26 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 06:26 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 06:26 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 06:26 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 95 75.125 06/13/14 06:26 1
Toluene-d8 (Surr) 97 75.120 06/13/14 06:26 1
4-Bromofiuorobenzene (Surr) 98 75.120 06/13/14 06:26 1

1

Dibromofluoromethane 87 75.120 06/13/14 06:26

Method: 60108 - Metals (ICP)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Arsenic <0.010 0.010 0.0026 mg/L © 06/11/1414:30  06/17/14 21:34 1
Barium 0.058 0.010 0.0011 mg/L 06/11/14 14:30  06/17/14 21:34 1
Cadmium 0.00047 JB 0.0020 0.00026 mg/L 06/11/14 14:30  06/17/14 21:34 1
Chromium 0.012 0.010 0.0010 mg/L. 06/11/14 14:30  06/17/14 21:34 1
Lead <0.0050 0.0050 0.0023 mg/L 06/11/14 14:30  06/17/14 21:34 1
Selenium <0.010 0.010 0.0046 mg/L 06/11/14 14:30  06/17/14 21:34 1
Silver <0.0050 0.0050 0.00057 mg/L 06/11/14 14:30  06/17/14 21:34 1

Method: 7470A - Mercury (CVAA)
Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac

Mercury <0.00020 0.00020 0.000072 mg/L 06/12/14 13:.00  06/13/14 09:17 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample 1 MWNT Lab Sample D 500-TE604-8
{1ate Collected: O8/08/14 1040 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 06:51 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 06:51 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 06:51 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 06:51 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 06:51 1
Trichlorofluoromethane <0.0010 * 0.0010 0.00019 mg/L 06/13/14 06:51 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/13/14 06:51 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 06:51 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 06:51 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 06:51 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 06:51 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 06:51 1
1,1-Dichloroethans 0.00088 J 0.0010 0.00019 mg/L 06/13/14 06:51 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 06:51 1
cis~1,2-Dichloroethene 0.00057 .J 0.0010 0.00012 mg/L 06/13/14 06:51 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 06:51 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 06:51 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 06:51 1
1,1.1-Trichloroethane 0.012 0.0010 0.00020 mg/L 06/13/14 06:51 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 06:51 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 06:51 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 06:51 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 06:51 1
Trichlioroethene 0.0033 0.00050 0.00019 mg/L 06/13/14 06:51 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 06:51 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 06:51 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 06:51 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 06:51 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 06:51 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 06:51 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 06:51 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 06:51 1
Tetrachloroethene 0.049 0.0010 0.00017 mg/L 06/13/14 06:51 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 06:51 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 06:51 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 06:51 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 06:51 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 06:51 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 06:51 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 06:51 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 06:51 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 06:51 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 06:51 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 06:51 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 06:51 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 06:51 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 06:51 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 06:51 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 06:51 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample 1 MWNT Lab Sample D 500-TE604-8
{1ate Collected: O8/08/14 1040 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 06:51 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 06:51 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 06:51 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 06:51 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 06:51 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 06:51 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 06:51 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 06:51 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 06:51 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 06:51 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 06:51 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 06:51 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 06:51 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 06:51 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 06:51 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 06:51 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 06:51 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 95 75.125 06/13/14 06:51 1
Toluene-d8 (Surr) 97 75.120 06/13/14 06:51 1
4-Bromofiuorobenzene (Surr) 98 75.120 06/13/14 06:51 1

1

Dibromofluoromethane 87 75.120 06/13/14 06:51

Method: 60108 - Metals (ICP)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Arsenic <0.010 0.010 0.0026 mg/L © 06/11/1414:30  06/17/1421:38 1
Barium 0.045 0.010 0.0011 mg/L 06/11/14 14:30  06/17/14 21:38 1
Cadmium 0.0008C JB 0.0020 0.00026 mg/L 06/11/14 14:30  06/17/14 21:38 1
Chromium 0.0096 J 0.010 0.0010 mg/L. 06/11/14 14:30  06/17/14 21:38 1
Lead 0.035 0.0050 0.0023 mg/L 06/11/14 14:30  06/17/14 21:38 1
Selenium <0.010 0.010 0.0046 mg/L 06/11/14 14:30  06/17/14 21:38 1
Silver <0.0050 0.0050 0.00057 mg/L 06/11/14 14:30  06/17/14 21:38 1

Method: 7470A - Mercury (CVAA)
Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac

Mercury <0.00020 0.00020 0.000072 mg/L 06/12/14 13:00  06/13/14 09:19 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample 1 MNE Lab Sample D 500-T8604-8
{1ate Collected: O8/08114 14040 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 07:16 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 07:16 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 07:16 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 07:16 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 07:16 1
Trichlorofluoromethane <0.0010 * 0.0010 0.00019 mg/L 06/13/14 07:16 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/13/14 07:16 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 07:16 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 07:16 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 07:16 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 07:16 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 07:16 1
1,1-Dichloroethans 0.00079 J 0.0010 0.00019 mg/L 06/13/14 07:16 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 07:16 1
cis~1,2-Dichloroethene 0.0014 0.0010 0.00012 mg/L 06/13/14 07:16 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 07:16 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 07:16 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 07:16 1
1,1.1-Trichloroethane 0.0019 0.0010 0.00020 mg/L 06/13/14 07:16 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 07:16 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 07:16 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 07:16 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 07:16 1
Trichlioroethene 0.0075 0.00050 0.00019 mg/L 06/13/14 07:16 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 07:16 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 07:16 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 07:16 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 07:16 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 07:16 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 07:16 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 07:16 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 07:16 1
Tetrachloroethene 0.069 0.0010 0.00017 mg/L 06/13/14 07:16 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 07:16 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 07:16 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 07:16 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 07:16 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 07:16 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 07:16 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 07:16 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 07:16 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 07:16 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 07:16 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 07:16 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 07:16 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 07:16 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 07:16 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 07:16 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 07:16 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample 1 MNE Lab Sample D 500-T8604-8
{1ate Collected: O8/08114 14040 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 07:16 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 07:16 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 07:16 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 07:16 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 07:16 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 07:16 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 07:16 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 07:16 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 07:16 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 07:16 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 07:16 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 07:16 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 07:16 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 07:16 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 07:16 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 07:16 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 07:16 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 95 75.125 06/13/14 07:16 1
Toluene-d8 (Surr) 97 75.120 06/13/14 07:16 1
4-Bromofiuorobenzene (Surr) 98 75.120 06/13/14 07:16 1

1

Dibromofluoromethane 87 75.120 06/13/14 07:16

Method: 60108 - Metals (ICP)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Arsenic <0.010 0.010 0.0026 mg/L © 06/11/1414:30  06/17/1421:42 1
Barium 0.041 0.010 0.0011 mg/L 06/11/14 14:30  06/17/14 21:42 1
Cadmium 0.0022 B 0.0020 0.00026 mg/L 06/11/14 14:30  06/17/14 21:42 1
Chromium 0.0018 J 0.010 0.0010 mg/L. 06/11/14 14:30  06/17/14 21:42 1
Lead 0.0060 0.0050 0.0023 mg/L 06/11/14 1430  06/17/14 21:42 1
Selenium <0.010 0.010 0.0046 mg/L 06/11/14 14:30  06/17/14 21:42 1
Silver <0.0050 0.0050 0.00057 mg/L 06/11/14 14:30  086/17/14 21:42 1

Method: 7470A - Mercury (CVAA)
Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac

Mercury <0.00020 0.00020 0.000072 mg/L 06/12/14 13:00  06/13/14 09:21 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample 1 MNS Lab Sample D 500-T8604-7
{1ate Collected: OS8/08/14 1438 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 07:41 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 07:41 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 07:41 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 07:41 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 07:41 1
Trichlorofluoromethane <0.0010 * 0.0010 0.00019 mg/L 06/13/14 07:41 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/13/14 07:41 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 07:41 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 07:41 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 07:41 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 07:41 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 07:41 1
1,1-Dichloroethane <0.0010 0.0010 0.00019 mg/L 06/13/14 07:41 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 07:41 1
cis-1,2-Dichloroethene <0.0010 0.0010 0.00012 mg/L 06/13/14 07:41 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 07:41 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 07:41 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 07:41 1
1,1,1-Trichloroethane <0.0010 0.0010 0.00020 mg/L 06/13/14 07:41 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 07:41 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 07:41 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 07:41 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 07:41 1
Trichloroethene <0.00050 0.00050 0.00019 mg/L 06/13/14 07:41 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 07:41 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 07:41 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 07:41 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 07:41 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 07:41 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 07:41 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 07:41 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 07:41 1
Tetrachloroethene <0.0010 0.0010 0.00017 mg/L 06/13/14 07:41 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 07:41 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 07:41 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 07:41 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 07:41 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 07:41 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 07:41 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 07:41 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 07:41 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 07:41 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 07:41 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 07:41 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 07:41 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 07:41 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 07:41 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 07:41 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 07:41 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample 1 MNS Lab Sample D 500-T8604-7
{1ate Collected: OS8/08/14 1438 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 07:41 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 07:41 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 07:41 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 07:41 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 07:41 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 07:41 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 07:41 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 07:41 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 07:41 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 07:41 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 07:41 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 07:41 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 07:41 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 07:41 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 07:41 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 07:41 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 07:41 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 97 75.125 06/13/14 07:41 1
Toluene-d8 (Surr) 97 75.120 06/13/14 07:41 1
4-Bromofiuorobenzene (Surr) 96 75.120 06/13/14 07:41 1

1

Dibromofluoromethane 86 75.120 06/13/14 07:41

Method: 60108 - Metals (ICP)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Arsenic <0.010 0.010 0.0026 mg/L © 06/11/1414:30  06/17/14 21:46 1
Barium 0.027 0.010 0.0011 mg/L 06/11/14 14:30  06/17/14 21:46 1
Cadmium 0.00067 JB 0.0020 0.00026 mg/L 06/11/14 14:30  06/17/14 21:46 1
Chromium <0.010 0.010 0.0010 mg/L 06/11/14 14:30  06/17/14 21:46 1
Lead 0.0036 J 0.0050 0.0023 mg/L 06/11/14 14:30  06/17/14 21:46 1
Selenium <0.010 0.010 0.0046 mg/L 06/11/14 14:30  06/17/14 21:46 1
Silver 0.00064 J 0.0050 0.00057 mg/L 06/11/14 14:30  06/17/14 21:46 1

Method: 7470A - Mercury (CVAA)
Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac

Mercury <0.00020 0.00020 0.000072 mg/L 06/12/14 13:.00  06/13/14 09:23 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample 1 M2 Lab Sample D 500-T8604-8
{1ate Collected: 080814 1244 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 12:05 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 12:05 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 12:05 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 12:05 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 12:05 1
Trichlorofluoromethane <0.0010 0.0010 0.00019 mg/L 06/13/14 12:05 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/13/14 12:05 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 12:05 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 12:05 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 12:05 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 12:05 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 12:05 1
1,1-Dichloroethane <0.0010 0.0010 0.00019 mg/L 06/13/14 12:05 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 12:05 1
cis~1,2-Dichloroethene 0.0014 0.0010 0.00012 mg/L 06/13/14 12:05 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 12:05 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 12:05 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 12:05 1
1,1.1-Trichloroethane 0.00062 J 0.0010 0.00020 mg/L 06/13/14 12:05 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 12:05 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 12:05 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 12:05 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 12:05 1
Trichloroethene 0.00025 J 0.00050 0.00019 mg/L 06/13/14 12:05 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 12:05 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 12:05 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 12:05 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 12:05 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 12:05 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 12:05 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 12:05 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 12:05 1
Tetrachloroethene 0.0011 0.0010 0.00017 mg/L 06/13/14 12:05 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 12:05 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 12:05 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 12:05 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 12:05 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 12:05 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 12:05 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 12:05 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 12:05 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 12:05 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 12:05 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 12:05 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 12:05 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 12:05 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 12:05 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 12:05 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 12:05 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample 1 M2 Lab Sample D 500-T8604-8
{1ate Collected: 080814 1244 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 12:05 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 12:05 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 12:05 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 12:05 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 12:05 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 12:05 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 12:05 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 12:05 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 12:05 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 12:05 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 12:05 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 12:05 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 12:05 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 12:05 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 12:05 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 12:05 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 12:05 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 94 75.125 06/13/14 12:05 1
Toluene-d8 (Surr) 97 75.120 06/13/14 12:05 1
4-Bromofiuorobenzene (Surr) 93 75.120 06/13/14 12:05 1

1

Dibromofluoromethane 86 75.120 06/13/14 12:05

Method: 60108 - Metals (ICP)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Arsenic <0.010 0.010 0.0026 mg/L © 06/11/1414:30  06/17/14 21:50 1
Barium 0.018 0.010 0.0011 mg/L 06/11/14 14:30  06/17/14 21:50 1
Cadmium 0.00057 JB 0.0020 0.00026 mg/L 06/11/14 14:30  06/17/14 21:50 1
Chromium 0.0011 J 0.010 0.0010 mg/L. 06/11/14 14:30  06/17/14 21:50 1
Lead <0.0050 0.0050 0.0023 mg/L 06/11/14 14:30  06/17/14 21:50 1
Selenium <0.010 0.010 0.0046 mg/L 06/11/14 14:30  06/17/14 21:50 1
Silver <0.0050 0.0050 0.00057 mg/L 06/11/14 14:30  06/17/14 21:50 1

Method: 7470A - Mercury (CVAA)
Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac

Mercury <0.00020 0.00020 0.000072 mg/L 06/12/14 13:.00  06/13/14 09:25 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample D HBR Lab Sample D 500-T8604-8
{1ate Collected: O8/08/114 13230 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 12:29 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 12:29 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 12:29 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 12:29 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 12:29 1
Trichlorofluoromethane <0.0010 0.0010 0.00019 mg/L 06/13/14 12:29 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/13/14 12:29 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 12:29 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 12:29 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 12:29 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 12:29 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 12:29 1
1,1-Dichloroethane <0.0010 0.0010 0.00019 mg/L 06/13/14 12:29 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 12:29 1
cis-1,2-Dichloroethene <0.0010 0.0010 0.00012 mg/L 06/13/14 12:29 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 12:29 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 12:29 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 12:29 1
1,1.1-Trichloroethane 0.0058 0.0010 0.00020 mg/L 06/13/14 12:29 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 12:29 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 12:29 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 12:29 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 12:29 1
Trichloroethene 0.00079 0.00050 0.00019 mg/L 06/13/14 12:29 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 12:29 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 12:29 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 12:29 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 12:29 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 12:29 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 12:29 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 12:29 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 12:29 1
Tetrachloroethene 0.053 0.0010 0.00017 mg/L 06/13/14 12:29 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 12:29 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 12:29 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 12:29 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 12:29 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 12:29 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 12:29 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 12:29 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 12:29 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 12:29 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 12:29 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 12:29 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 12:29 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 12:29 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 12:29 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 12:29 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 12:29 1

TestAmerica Chicago

Page 26 of 82 6/18/2014



EPA-R5-2019-007454_0001508

Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample D HBR Lab Sample D 500-T8604-8
{1ate Collected: O8/08/114 13230 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 12:29 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 12:29 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 12:29 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 12:29 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 12:29 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 12:29 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 12:29 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 12:29 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 12:29 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 12:29 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 12:29 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 12:29 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 12:29 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 12:29 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 12:29 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 12:29 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 12:29 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 93 75.125 06/13/14 12:29 1
Toluene-d8 (Surr) 96 75.120 06/13/14 12:29 1
4-Bromofiuorobenzene (Surr) 96 75.120 06/13/14 12:29 1

1

Dibromofluoromethane 88 75.120 06/13/14 12:29

Method: 60108 - Metals (ICP)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Arsenic <0.010 0.010 0.0026 mg/L © 06/11/1414:30  06/17/14 21:54 1
Barium 0.019 0.010 0.0011 mg/L 06/11/14 14:30  06/17/14 21:54 1
Cadmium 0.00043 JB 0.0020 0.00026 mg/L 06/11/14 14:30  06/17/14 21:54 1
Chromium <0.010 0.010 0.0010 mg/L 06/11/14 14:30  06/17/14 21:54 1
Lead <0.0050 0.0050 0.0023 mg/L 06/11/14 14:30  06/17/14 21:54 1
Selenium <0.010 0.010 0.0046 mg/L 06/11/14 14:30  06/17/14 21:54 1
Silver 0.00072 J 0.0050 0.00057 mg/L 06/11/14 14:30  06/17/14 21:54 1

Method: 7470A - Mercury (CVAA)
Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac

Mercury <0.00020 0.00020 0.000072 mg/L 06/12/14 13:00  06/13/14 09:30 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample I DGD Lab Sample 1D 500-TE604-10
{1ate Collected: O8/08/14 14.43 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 12:54 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 12:54 1
Vinyl chioride 0.0087 0.00050 0.00010 mg/L 06/13/14 12:54 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 12:54 1
Chioroethane 0.0022 0.0010 0.00034 mg/L 06/13/14 12:54 1
Trichlorofluoromethane <0.0010 0.0010 0.00019 mg/L 06/13/14 12:54 1
1,1-Dichloroethene 0.0026 0.0010 0.00031 mg/L 06/13/14 12:54 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 12:54 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 12:54 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 12:54 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 12:54 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 12:54 1
1,1-Dichloroethans 0.035 0.0010 0.00019 mg/L 06/13/14 12:54 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 12:54 1
cis~1,2-Dichloroethene 0.0052 0.0010 0.00012 mg/L 06/13/14 12:54 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 12:54 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 12:54 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 12:54 1
1,1.1-Trichloroethane 0.0054 0.0010 0.00020 mg/L 06/13/14 12:54 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 12:54 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 12:54 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 12:54 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 12:54 1
Trichloroethene 0.00085 0.00050 0.00019 mg/L 06/13/14 12:54 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 12:54 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 12:54 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 12:54 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 12:54 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 12:54 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 12:54 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 12:54 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 12:54 1
Tetrachloroethene <0.0010 0.0010 0.00017 mg/L 06/13/14 12:54 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 12:54 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 12:54 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 12:54 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 12:54 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 12:54 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 12:54 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 12:54 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 12:54 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 12:54 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 12:54 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 12:54 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 12:54 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 12:54 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 12:54 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 12:54 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 12:54 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample I DGD Lab Sample 1D 500-TE604-10
{1ate Collected: O8/08/14 14.43 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 12:54 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 12:54 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 12:54 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 12:54 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 12:54 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 12:54 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 12:54 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 12:54 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 12:54 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 12:54 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 12:54 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 12:54 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 12:54 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 12:54 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 12:54 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 12:54 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 12:54 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 95 75.125 06/13/14 12:54 1
Toluene-d8 (Surr) 95 75.120 06/13/14 12:54 1
4-Bromofiuorobenzene (Surr) 95 75.120 06/13/14 12:54 1

1

Dibromofluoromethane 90 75.120 06/13/14 12:54

Method: 60108 - Metals (ICP)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Arsenic <0.010 0.010 0.0026 mg/L © 06/11/1414:30  06/17/14 21:58 1
Barium 012 0.010 0.0011 mg/L 06/11/14 14:30  06/17/14 21:58 1
Cadmium 0.00054 JB 0.0020 0.00026 mg/L 06/11/14 14:30  06/17/14 21:58 1
Chromium <0.010 0.010 0.0010 mg/L 06/11/14 14:30  06/17/14 21:58 1
Lead <0.0050 0.0050 0.0023 mg/L 06/11/14 14:30  06/17/14 21:58 1
Selenium 0.0082 J 0.010 0.0046 mg/L 06/11/14 14:30  06/17/14 21:58 1
Silver <0.0050 0.0050 0.00057 mg/L 06/11/14 14:30  06/17/14 21:58 1

Method: 7470A - Mercury (CVAA)
Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac

Mercury <0.00020 0.00020 0.000072 mg/L 06/12/14 13:.00  06/13/14 09:32 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample I DG Lab Sample I 500-78604-11
{1ate Collected: OS8/08114 1508 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 13:19 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 13:19 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 13:19 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 13:19 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 13:19 1
Trichlorofluoromethane <0.0010 0.0010 0.00019 mg/L 06/13/14 13:19 1
1,1-Dichloroethene 0.033 0.0010 0.00031 mg/L 06/13/14 13:19 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 13:19 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 13:19 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 13:19 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 13:19 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 13:19 1
1,1-Dichloroethans 0.040 0.0010 0.00019 mg/L 06/13/14 13:19 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 13:19 1
cis~1,2-Dichloroethene 0.0031 0.0010 0.00012 mg/L 06/13/14 13:19 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 13:19 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 13:19 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 13:19 1
1,1.1-Trichloroethane 0.15 0.0010 0.00020 mg/L 06/13/14 13:19 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 13:19 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 13:19 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 13:19 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 13:19 1
Trichlioroethene 0.024 0.00050 0.00019 mg/L 06/13/14 13:19 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 13:19 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 13:19 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 13:19 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 13:19 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 13:19 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 13:19 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 13:19 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 13:19 1
Tetrachloroethene <0.0010 0.0010 0.00017 mg/L 06/13/14 13:19 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 13:19 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 13:19 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 13:19 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 13:19 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 13:19 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 13:19 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 13:19 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 13:19 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 13:19 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 13:19 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 13:19 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 13:19 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 13:19 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 13:19 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 13:19 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 13:19 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample I DG Lab Sample I 500-78604-11
{1ate Collected: OS8/08114 1508 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 13:19 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 13:19 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 13:19 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 13:19 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 13:19 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 13:19 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 13:19 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 13:19 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 13:19 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 13:19 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 13:19 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 13:19 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 13:19 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 13:19 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 13:19 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 13:19 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 13:19 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 94 75.125 06/13/14 13:19 1
Toluene-d8 (Surr) 96 75.120 06/13/14 13:19 1
4-Bromofiuorobenzene (Surr) 96 75.120 06/13/14 13:19 1

1

Dibromofluoromethane 88 75.120 06/13/14 13:19

Method: 60108 - Metals (ICP)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Arsenic <0.010 0.010 0.0026 mg/L © 06/11/1414:30  06/17/14 22:10 1
Barium 0.032 0.010 0.0011 mg/L 06/11/14 14:30  06/17/14 22:10 1
Cadmium 0.00035 JB 0.0020 0.00026 mg/L 06/11/14 14:30  06/17/14 22:10 1
Chromium <0.010 0.010 0.0010 mg/L 06/11/14 14:30  06/17/14 22:10 1
Lead 0.0032 J 0.0050 0.0023 mg/L 06/11/14 14:30  06/17/14 22:10 1
Selenium <0.010 0.010 0.0046 mg/L 06/11/14 14:30  06/17/14 22:10 1
Silver 0.00072 J 0.0050 0.00057 mg/L 06/11/14 14:30  06/17/14 22:10 1

Method: 7470A - Mercury (CVAA)
Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac

Mercury <0.00020 0.00020 0.000072 mg/L 06/12/14 13:00  06/13/14 09:34 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample I DGS Lab Sample 1D 500-TE604-12
{1ate Collected: OS8/08/14 1440 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 13:44 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 13:44 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 13:44 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 13:44 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 13:44 1
Trichlorofluoromethane <0.0010 0.0010 0.00019 mg/L 06/13/14 13:44 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/13/14 13:44 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 13:44 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 13:44 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 13:44 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 13:44 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 13:44 1
1,1-Dichloroethane <0.0010 0.0010 0.00019 mg/L 06/13/14 13:44 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 13:44 1
cis-1,2-Dichloroethene <0.0010 0.0010 0.00012 mg/L 06/13/14 13:44 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 13:44 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 13:44 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 13:44 1
1,1.1-Trichloroethane 0.0028 0.0010 0.00020 mg/L 06/13/14 13:44 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 13:44 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 13:44 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 13:44 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 13:44 1
Trichloroethene 0.00048 J 0.00050 0.00019 mg/L 06/13/14 13:44 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 13:44 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 13:44 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 13:44 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 13:44 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 13:44 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 13:44 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 13:44 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 13:44 1
Tetrachloroethene <0.0010 0.0010 0.00017 mg/L 06/13/14 13:44 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 13:44 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 13:44 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 13:44 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 13:44 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 13:44 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 13:44 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 13:44 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 13:44 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 13:44 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 13:44 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 13:44 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 13:44 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 13:44 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 13:44 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 13:44 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 13:44 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample I DGS Lab Sample 1D 500-TE604-12
{1ate Collected: OS8/08/14 1440 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 13:44 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 13:44 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 13:44 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 13:44 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 13:44 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 13:44 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 13:44 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 13:44 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 13:44 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 13:44 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 13:44 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 13:44 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 13:44 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 13:44 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 13:44 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 13:44 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 13:44 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 97 75.125 06/13/14 13:44 1
Toluene-d8 (Surr) 96 75.120 06/13/14 13:44 1
4-Bromofiuorobenzene (Surr) 98 75.120 06/13/14 13:44 1

1

Dibromofluoromethane 87 75.120 06/13/14 13:44

Method: 60108 - Metals (ICP)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Arsenic <0.010 0.010 0.0026 mg/L © 06/11/1414:30  06/17/14 22:14 1
Barium 0.024 0.010 0.0011 mg/L 06/11/14 14:30  06/17/14 22:14 1
Cadmium 0.00027 JB 0.0020 0.00026 mg/L 06/11/14 14:30  06/17/14 22:14 1
Chromium 0.0012 J 0.010 0.0010 mg/L. 06/11/14 14:30  06/17/14 22:14 1
Lead <0.0050 0.0050 0.0023 mg/L 06/11/14 14:30  06/17/14 22:14 1
Selenium <0.010 0.010 0.0046 mg/L 06/11/14 14:30  06/17/14 22:14 1
Silver 0.00064 J 0.0050 0.00057 mg/L 06/11/14 14:30  06/17/14 22:14 1

Method: 7470A - Mercury (CVAA)
Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac

Mercury <0.00020 0.00020 0.000072 mg/L 06/12/14 13:00  06/13/14 09:36 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample I DGWD Lab Sample 1D 500-TE604-13
{1ate Collected: 0640014 0908 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 14:09 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 14:09 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 14:09 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 14:09 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 14:09 1
Trichlorofluoromethane <0.0010 0.0010 0.00019 mg/L 06/13/14 14:09 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/13/14 14:09 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 14:09 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 14:09 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 14:09 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 14:09 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 14:09 1
1,1-Dichloroethane <0.0010 0.0010 0.00019 mg/L 06/13/14 14:09 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 14:09 1
cis-1,2-Dichloroethene <0.0010 0.0010 0.00012 mg/L 06/13/14 14:09 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 14:09 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 14:09 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 14:09 1
1,1,1-Trichloroethane <0.0010 0.0010 0.00020 mg/L 06/13/14 14:09 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 14:09 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 14:09 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 14:09 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 14:09 1
Trichloroethene <0.00050 0.00050 0.00019 mg/L 06/13/14 14:09 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 14:09 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 14:09 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 14:09 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 14:09 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 14:09 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 14:09 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 14:09 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 14:09 1
Tetrachloroethene <0.0010 0.0010 0.00017 mg/L 06/13/14 14:09 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 14:09 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 14:09 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 14:09 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 14:09 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 14:09 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 14:09 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 14:09 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 14:09 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 14:09 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 14:09 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 14:09 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 14:09 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 14:09 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 14:09 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 14:09 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 14:09 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample I DGWD Lab Sample 1D 500-TE604-13
{1ate Collected: 0640014 0908 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 14:09 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 14:09 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 14:09 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 14:09 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 14:09 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 14:09 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 14:09 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 14:09 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 14:09 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 14:09 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 14:09 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 14:09 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 14:09 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 14:09 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 14:09 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 14:09 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 14:09 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 95 75.125 06/13/14 14:09 1
Toluene-d8 (Surr) 96 75.120 06/13/14 14:09 1
4-Bromofiuorobenzene (Surr) 95 75.120 06/13/14 14:09 1

1

Dibromofluoromethane 87 75.120 06/13/14 14:09

Method: 60108 - Metals (ICP)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Arsenic <0.010 0.010 0.0026 mg/L © 06/11/1414:30  06/17/14 22:18 1
Barium 0.033 0.010 0.0011 mg/L 06/11/14 14:30  06/17/14 22:18 1
Cadmium 0.00067 JB 0.0020 0.00026 mg/L 06/11/14 14:30  06/17/14 22:18 1
Chromium 0.0035 J 0.010 0.0010 mg/L. 06/11/14 14:30  06/17/14 22:18 1
Lead <0.0050 0.0050 0.0023 mg/L 06/11/14 14:30  06/17/14 22:18 1
Selenium <0.010 0.010 0.0046 mg/L 06/11/14 14:30  06/17/14 22:18 1
Silver 0.00060 J 0.0050 0.00057 mg/L 06/11/14 14:30  06/17/14 22:18 1

Method: 7470A - Mercury (CVAA)
Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac

Mercury <0.00020 0.00020 0.000072 mg/L 06/12/14 13:.00  06/13/14 09:38 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample D DUP Lab Sample 1D 500-TE604-14
{1ate Collected: 86/40/14 0910 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 14:35 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 14:35 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 14:35 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 14:35 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 14:35 1
Trichlorofluoromethane <0.0010 0.0010 0.00019 mg/L 06/13/14 14:35 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/13/14 14:35 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 14:35 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 14:35 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 14:35 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 14:35 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 14:35 1
1,1-Dichloroethane <0.0010 0.0010 0.00019 mg/L 06/13/14 14:35 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 14:35 1
cis-1,2-Dichloroethene <0.0010 0.0010 0.00012 mg/L 06/13/14 14:35 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 14:35 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 14:35 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 14:35 1
1,1,1-Trichloroethane <0.0010 0.0010 0.00020 mg/L 06/13/14 14:35 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 14:35 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 14:35 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 14:35 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 14:35 1
Trichloroethene <0.00050 0.00050 0.00019 mg/L 06/13/14 14:35 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 14:35 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 14:35 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 14:35 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 14:35 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 14:35 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 14:35 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 14:35 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 14:35 1
Tetrachloroethene <0.0010 0.0010 0.00017 mg/L 06/13/14 14:35 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 14:35 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 14:35 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 14:35 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 14:35 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 14:35 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 14:35 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 14:35 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 14:35 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 14:35 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 14:35 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 14:35 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 14:35 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 14:35 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 14:35 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 14:35 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 14:35 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample D DUP Lab Sample 1D 500-TE604-14
{1ate Collected: 86/40/14 0910 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 14:35 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 14:35 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 14:35 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 14:35 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 14:35 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 14:35 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 14:35 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 14:35 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 14:35 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 14:35 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 14:35 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 14:35 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 14:35 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 14:35 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 14:35 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 14:35 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 14:35 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 94 75.125 06/13/14 14:35 1
Toluene-d8 (Surr) 96 75.120 06/13/14 14:35 1
4-Bromofiuorobenzene (Surr) 95 75.120 06/13/14 14:35 1

1

Dibromofluoromethane 84 75.120 06/13/14 14:35

Method: 60108 - Metals (ICP)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Arsenic <0.010 0.010 0.0026 mg/L © 06/11/1414:30  06/17/1422:22 1
Barium 0.036 0.010 0.0011 mg/L 06/11/14 14:30  06/17/14 22:22 1
Cadmium 0.00058 JB 0.0020 0.00026 mg/L 06/11/14 14:30  06/17/14 22:22 1
Chromium 0.0026 J 0.010 0.0010 mg/L. 06/11/14 14:30  06/17/14 22:22 1
Lead <0.0050 0.0050 0.0023 mg/L 06/11/14 14:30  06/17/14 22:22 1
Selenium <0.010 0.010 0.0046 mg/L 06/11/14 14:30  06/17/14 22:22 1
Silver <0.0050 0.0050 0.00057 mg/L 06/11/14 14:30  06/17/14 22:22 1

Method: 7470A - Mercury (CVAA)
Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac

Mercury <0.00020 0.00020 0.000072 mg/L 06/12/14 13:.00  06/13/14 09:40 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample I DGWI Lab Sample 1D 500-TEG04-18
{1ate Collected: 0640014 0937 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 15:00 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 15:00 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 15:00 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 15:00 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 15:00 1
Trichlorofluoromethane <0.0010 0.0010 0.00019 mg/L 06/13/14 15:00 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/13/14 15:00 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 15:00 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 15:00 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 15:00 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 15:00 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 15:00 1
1,1-Dichloroethane <0.0010 0.0010 0.00019 mg/L 06/13/14 15:00 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 15:00 1
cis-1,2-Dichloroethene <0.0010 0.0010 0.00012 mg/L 06/13/14 15:00 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 15:00 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 15:00 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 15:00 1
1,1,1-Trichloroethane <0.0010 0.0010 0.00020 mg/L 06/13/14 15:00 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 15:00 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 15:00 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 15:00 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 15:00 1
Trichloroethene <0.00050 0.00050 0.00019 mg/L 06/13/14 15:00 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 15:00 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 15:00 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 15:00 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 15:00 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 15:00 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 15:00 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 15:00 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 15:00 1
Tetrachloroethene <0.0010 0.0010 0.00017 mg/L 06/13/14 15:00 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 15:00 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 15:00 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 15:00 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 15:00 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 15:00 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 15:00 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 15:00 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 15:00 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 15:00 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 15:00 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 15:00 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 15:00 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 15:00 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 15:00 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 15:00 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 15:00 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample I DGWI Lab Sample 1D 500-TEG04-18
{1ate Collected: 0640014 0937 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 15:00 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 15:00 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 15:00 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 15:00 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 15:00 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 15:00 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 15:00 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 15:00 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 15:00 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 15:00 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 15:00 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 15:00 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 15:00 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 15:00 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 15:00 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 15:00 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 15:00 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 99 75.125 06/13/14 15:00 1
Toluene-d8 (Surr) 95 75.120 06/13/14 15:00 1
4-Bromofiuorobenzene (Surr) 96 75.120 06/13/14 15:00 1

1

Dibromofluoromethane 88 75.120 06/13/14 15:00

Method: 60108 - Metals (ICP)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Arsenic <0.010 0.010 0.0026 mg/L © 06/11/1414:30  06/17/14 22:26 1
Barium 0.055 0.010 0.0011 mg/L 06/11/14 14:30  06/17/14 22:26 1
Cadmium 0.00051 JB 0.0020 0.00026 mg/L 06/11/14 14:30  06/17/14 22:26 1
Chromium 0.0020 J 0.010 0.0010 mg/L. 06/11/14 14:30  06/17/14 22:26 1
Lead <0.0050 0.0050 0.0023 mg/L 06/11/14 14:30  06/17/14 22:26 1
Selenium <0.010 0.010 0.0046 mg/L 06/11/14 14:30  06/17/14 22:26 1
Silver 0.00060 J 0.0050 0.00057 mg/L 06/11/14 14:30  06/17/14 22:26 1

Method: 7470A - Mercury (CVAA)
Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac

Mercury <0.00020 0.00020 0.000072 mg/L 06/12/14 13:00  06/13/14 09:42 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample 1D DOWS Lab Sample 1D 500-TE604-18
{1ate Collected: 86/40/14 0948 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 15:25 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 15:25 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 15:25 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 15:25 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 15:25 1
Trichlorofluoromethane <0.0010 0.0010 0.00019 mg/L 06/13/14 15:25 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/13/14 15:25 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 15:25 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 15:25 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 15:25 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 15:25 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 15:25 1
1,1-Dichloroethane <0.0010 0.0010 0.00019 mg/L 06/13/14 15:25 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 15:25 1
cis-1,2-Dichloroethene <0.0010 0.0010 0.00012 mg/L 06/13/14 15:25 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 15:25 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 15:25 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 15:25 1
1,1,1-Trichloroethane <0.0010 0.0010 0.00020 mg/L 06/13/14 15:25 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 15:25 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 15:25 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 15:25 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 15:25 1
Trichloroethene <0.00050 0.00050 0.00019 mg/L 06/13/14 15:25 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 15:25 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 15:25 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 15:25 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 15:25 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 15:25 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 15:25 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 15:25 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 15:25 1
Tetrachloroethene <0.0010 0.0010 0.00017 mg/L 06/13/14 15:25 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 15:25 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 15:25 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 15:25 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 15:25 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 15:25 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 15:25 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 15:25 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 15:25 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 15:25 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 15:25 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 15:25 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 15:25 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 15:25 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 15:25 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 15:25 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 15:25 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample 1D DOWS Lab Sample 1D 500-TE604-18
{1ate Collected: 86/40/14 0948 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 15:25 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 15:25 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 15:25 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 15:25 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 15:25 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 15:25 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 15:25 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 15:25 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 15:25 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 15:25 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 15:25 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 15:25 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 15:25 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 15:25 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 15:25 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 15:25 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 15:25 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 98 75.125 06/13/14 15:25 1
Toluene-d8 (Surr) 97 75.120 06/13/14 15:25 1
4-Bromofiuorobenzene (Surr) 95 75.120 06/13/14 15:25 1

1

Dibromofluoromethane 86 75.120 06/13/14 15:25

Method: 60108 - Metals (ICP)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Arsenic <0.010 0.010 0.0026 mg/L © 06/11/1414:30  06/17/14 22:31 1
Barium 0.016 0.010 0.0011 mg/L 06/11/14 14:30  06/17/14 22:31 1
Cadmium 0.00057 JB 0.0020 0.00026 mg/L 06/11/14 14:30  06/17/14 22:31 1
Chromium 0.0020 J 0.010 0.0010 mg/L. 06/11/14 14:30  06/17/14 22:31 1
Lead <0.0050 0.0050 0.0023 mg/L 06/11/14 1430  06/17/14 22:31 1
Selenium <0.010 0.010 0.0046 mg/L 06/11/14 14:30  06/17/14 22:31 1
Silver <0.0050 0.0050 0.00057 mg/L 06/11/14 14:30  06/17/14 22:31 1

Method: 7470A - Mercury (CVAA)
Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac

Mercury <0.00020 0.00020 0.000072 mg/L 06/12/14 13:00  06/13/14 09:44 1
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

CHent Sample 1| Ex. 6 Personal Privacy (PP) Lab Sample 1D 500.-78604-17

{1ate Collected: 8640014 10:30 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 15:50 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 15:50 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 15:50 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 15:50 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 15:50 1
Trichlorofluoromethane <0.0010 0.0010 0.00019 mg/L 06/13/14 15:50 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/13/14 15:50 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 15:50 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 15:50 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 15:50 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 15:50 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 15:50 1
1,1-Dichloroethane <0.0010 0.0010 0.00019 mg/L 06/13/14 15:50 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 15:50 1
cis-1,2-Dichloroethene <0.0010 0.0010 0.00012 mg/L 06/13/14 15:50 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 15:50 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 15:50 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 15:50 1
1,1,1-Trichloroethane <0.0010 0.0010 0.00020 mg/L 06/13/14 15:50 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 15:50 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 15:50 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 15:50 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 15:50 1
Trichloroethene <0.00050 0.00050 0.00019 mg/L 06/13/14 15:50 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 15:50 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 15:50 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 15:50 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 15:50 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 15:50 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 15:50 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 15:50 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 15:50 1
Tetrachloroethene <0.0010 0.0010 0.00017 mg/L 06/13/14 15:50 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 15:50 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 15:50 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 15:50 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 15:50 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 15:50 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 15:50 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 15:50 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 15:50 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 15:50 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 15:50 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 15:50 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 15:50 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 15:50 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 15:50 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 15:50 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 15:50 1
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Client Sample Results
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample ;| Ex 8 Personal Privacy (PP) Lab Sample D B00-T8804-17
{1ate Collected: 86440 i Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 15:50 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 15:50 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 15:50 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 15:50 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 15:50 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 15:50 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 15:50 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 15:50 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 15:50 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 15:50 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 15:50 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 15:50 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 15:50 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 15:50 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 15:50 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 15:50 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 15:50 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 100 75.125 06/13/14 15:50 1
Toluene-d8 (Surr) 96 75.120 06/13/14 15:50 1
4-Bromofiuorobenzene (Surr) 95 75.120 06/13/14 15:50 1

1

Dibromofluoromethane 87 75.120 06/13/14 15:50
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

CHent Sample 11 | ex 6 Personal rivacy (PP) Lab Sample 1D 500-TE604-18

{1ate Collected: 0640014 1058 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 16:14 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 16:14 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 16:14 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 16:14 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 16:14 1
Trichlorofluoromethane <0.0010 0.0010 0.00019 mg/L 06/13/14 16:14 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/13/14 16:14 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 16:14 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 16:14 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 16:14 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 16:14 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 16:14 1
1,1-Dichloroethane <0.0010 0.0010 0.00019 mg/L 06/13/14 16:14 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 16:14 1
cis-1,2-Dichloroethene <0.0010 0.0010 0.00012 mg/L 06/13/14 16:14 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 16:14 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 16:14 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 16:14 1
1,1,1-Trichloroethane <0.0010 0.0010 0.00020 mg/L 06/13/14 16:14 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 16:14 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 16:14 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 16:14 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 16:14 1
Trichloroethene <0.00050 0.00050 0.00019 mg/L 06/13/14 16:14 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 16:14 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 16:14 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 16:14 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 16:14 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 16:14 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 16:14 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 16:14 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 16:14 1
Tetrachloroethene <0.0010 0.0010 0.00017 mg/L 06/13/14 16:14 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 16:14 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 16:14 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 16:14 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 16:14 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 16:14 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 16:14 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 16:14 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 16:14 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 16:14 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 16:14 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 16:14 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 16:14 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 16:14 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 16:14 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 16:14 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 16:14 1
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Client Sample Results
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample 10;) Bx 6 Personal Privacy (PP) Lab Sample ID: 500-T8804-18
{1ate Collevted: 08H K Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 16:14 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 16:14 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 16:14 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 16:14 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 16:14 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 16:14 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 16:14 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 16:14 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 16:14 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 16:14 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 16:14 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 16:14 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 16:14 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 16:14 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 16:14 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 16:14 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 16:14 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 98 75.125 06/13/14 16:14 1
Toluene-d8 (Surr) 95 75.120 06/13/14 16:14 1
4-Bromofiuorobenzene (Surr) 94 75.120 06/13/14 16:14 1

1

Dibromofluoromethane 88 75.120 06/13/14 16:14
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample 1[; | Bx 8 Personal Privacy (PP) Lab Sample I 500-T8804-18

{1ate Collected: 86014 14048 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 16:39 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 16:39 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 16:39 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 16:39 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 16:39 1
Trichlorofluoromethane <0.0010 0.0010 0.00019 mg/L 06/13/14 16:39 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/13/14 16:39 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 16:39 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 16:39 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 16:39 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 16:39 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 16:39 1
1,1-Dichloroethane <0.0010 0.0010 0.00019 mg/L 06/13/14 16:39 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 16:39 1
cis-1,2-Dichloroethene <0.0010 0.0010 0.00012 mg/L 06/13/14 16:39 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 16:39 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 16:39 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 16:39 1
1,1,1-Trichloroethane <0.0010 0.0010 0.00020 mg/L 06/13/14 16:39 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 16:39 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 16:39 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 16:39 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 16:39 1
Trichloroethene <0.00050 0.00050 0.00019 mg/L 06/13/14 16:39 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 16:39 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 16:39 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 16:39 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 16:39 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 16:39 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 16:39 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 16:39 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 16:39 1
Tetrachloroethene <0.0010 0.0010 0.00017 mg/L 06/13/14 16:39 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 16:39 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 16:39 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 16:39 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 16:39 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 16:39 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 16:39 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 16:39 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 16:39 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 16:39 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 16:39 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 16:39 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 16:39 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 16:39 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 16:39 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 16:39 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 16:39 1
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Client Sample Results
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample [ B 8 PersonalPrivacy (PR) Lab Sample ID: 500-78804-18
{1ate Collected: 86014 14048 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 16:39 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 16:39 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 16:39 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 16:39 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 16:39 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 16:39 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 16:39 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 16:39 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 16:39 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 16:39 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 16:39 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 16:39 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 16:39 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 16:39 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 16:39 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 16:39 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 16:39 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 99 75.125 06/13/14 16:39 1
Toluene-d8 (Surr) 93 75.120 06/13/14 16:39 1
4-Bromofiuorobenzene (Surr) 95 75.120 06/13/14 16:39 1

1

Dibromofluoromethane 87 75.120 06/13/14 16:39
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

{:ggﬁﬁi 3&;@% ?E% gﬁ: Ex. 6 Personal Privacy (PP) imﬁé} Sﬁmgﬁﬁ EE}: 5{}%’?35@@“2{}
{1ate Collected: 068 . Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 17:04 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 17:04 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 17:04 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 17:04 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 17:04 1
Trichlorofluoromethane <0.0010 0.0010 0.00019 mg/L 06/13/14 17:04 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/13/14 17:04 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 17:04 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 17:04 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 17:04 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 17:04 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 17:04 1
1,1-Dichloroethane <0.0010 0.0010 0.00019 mg/L 06/13/14 17:04 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 17:04 1
cis-1,2-Dichloroethene <0.0010 0.0010 0.00012 mg/L 06/13/14 17:04 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 17:04 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 17:04 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 17:04 1
1,1,1-Trichloroethane <0.0010 0.0010 0.00020 mg/L 06/13/14 17:04 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 17:04 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 17:04 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 17:04 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 17:04 1
Trichloroethene <0.00050 0.00050 0.00019 mg/L 06/13/14 17:04 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 17:04 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 17:04 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 17:04 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 17:04 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 17:04 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 17:04 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 17:04 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 17:04 1
Tetrachloroethene <0.0010 0.0010 0.00017 mg/L 06/13/14 17:04 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 17:04 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 17:04 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 17:04 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 17:04 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 17:04 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 17:04 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 17:04 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 17:04 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 17:04 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 17:04 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 17:04 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 17:04 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 17:04 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 17:04 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 17:04 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 17:04 1
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Client Sample Results
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample 1 | Ex 6 Personal Privacy (PP) Lab Sample 1D 500-TE604-30
{1ate Collected: 0640014 1438 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 17:04 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 17:04 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 17:04 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 17:04 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 17:04 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 17:04 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 17:04 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 17:04 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 17:04 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 17:04 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 17:04 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 17:04 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 17:04 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 17:04 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 17:04 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 17:04 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 17:04 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 99 75.125 06/13/14 17:04 1
Toluene-d8 (Surr) 95 75.120 06/13/14 17:04 1
4-Bromofiuorobenzene (Surr) 93 75.120 06/13/14 17:04 1

1

Dibromofluoromethane 86 75.120 06/13/14 17:04
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Clisnt Sample Ex. 6 Personal Privacy (PP) | Lab Sample I 500-78604-31
{1ate Collected: 0600148 1457 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 17:29 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 17:29 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 17:29 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 17:29 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 17:29 1
Trichlorofluoromethane <0.0010 0.0010 0.00019 mg/L 06/13/14 17:29 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/13/14 17:29 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 17:29 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 17:29 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 17:29 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 17:29 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 17:29 1
1,1-Dichloroethane <0.0010 0.0010 0.00019 mg/L 06/13/14 17:29 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 17:29 1
cis-1,2-Dichloroethene <0.0010 0.0010 0.00012 mg/L 06/13/14 17:29 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 17:29 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 17:29 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 17:29 1
1,1,1-Trichloroethane <0.0010 0.0010 0.00020 mg/L 06/13/14 17:29 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 17:29 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 17:29 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 17:29 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 17:29 1
Trichloroethene <0.00050 0.00050 0.00019 mg/L 06/13/14 17:29 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 17:29 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 17:29 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 17:29 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 17:29 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 17:29 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 17:29 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 17:29 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 17:29 1
Tetrachloroethene <0.0010 0.0010 0.00017 mg/L 06/13/14 17:29 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 17:29 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 17:29 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 17:29 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 17:29 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 17:29 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 17:29 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 17:29 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 17:29 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 17:29 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 17:29 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 17:29 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 17:29 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 17:29 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 17:29 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 17:29 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 17:29 1

TestAmerica Chicago

Page 50 of 82 6/18/2014



EPA-R5-2019-007454_0001508

Client Sample Results
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample 13 Ex 6 Personal Privacy (PP) Lab Sample I 500-78604-31
{1ate Collevted: 086M ; Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 17:29 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 17:29 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 17:29 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 17:29 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 17:29 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 17:29 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 17:29 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 17:29 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 17:29 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 17:29 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 17:29 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 17:29 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 17:29 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 17:29 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 17:29 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 17:29 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 17:29 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 99 75.125 06/13/14 17:29 1
Toluene-d8 (Surr) 95 75.120 06/13/14 17:29 1
4-Bromofiuorobenzene (Surr) 97 75.120 06/13/14 17:29 1

1

Dibromofluoromethane 87 75.120 06/13/14 17:29
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Ex. 6 Personal Privacy (PP)

Client Sample I Lab Sample 1D 500-TE604-32
{1ate Collected: 860114 12230 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 17:53 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 17:53 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 17:53 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 17:53 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 17:53 1
Trichlorofluoromethane <0.0010 0.0010 0.00019 mg/L 06/13/14 17:53 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/13/14 17:53 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 17:53 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 17:53 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 17:53 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 17:53 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 17:53 1
1,1-Dichloroethane <0.0010 0.0010 0.00019 mg/L 06/13/14 17:53 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 17:53 1
cis-1,2-Dichloroethene <0.0010 0.0010 0.00012 mg/L 06/13/14 17:53 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 17:53 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 17:53 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 17:53 1
1,1,1-Trichloroethane <0.0010 0.0010 0.00020 mg/L 06/13/14 17:53 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 17:53 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 17:53 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 17:53 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 17:53 1
Trichloroethene <0.00050 0.00050 0.00019 mg/L 06/13/14 17:53 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 17:53 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 17:53 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 17:53 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 17:53 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 17:53 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 17:53 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 17:53 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 17:53 1
Tetrachloroethene <0.0010 0.0010 0.00017 mg/L 06/13/14 17:53 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 17:53 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 17:53 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 17:53 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 17:53 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 17:53 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 17:53 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 17:53 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 17:53 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 17:53 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 17:53 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 17:53 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 17:53 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 17:53 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 17:53 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 17:53 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 17:53 1
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Client Sample Results
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample 1) Ex. 6 Personal Privacy (PP) Lab Sample 1D 500-TE604-32
{1ate Collected: 086H% : Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 17:53 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 17:53 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 17:53 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 17:53 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 17:53 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 17:53 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 17:53 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 17:53 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 17:53 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 17:53 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 17:53 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 17:53 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 17:53 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 17:53 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 17:53 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 17:53 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 17:53 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 99 75.125 06/13/14 17:53 1
Toluene-d8 (Surr) 95 75.120 06/13/14 17:53 1
4-Bromofiuorobenzene (Surr) 95 75.120 06/13/14 17:53 1

1

Dibromofluoromethane 88 75.120 06/13/14 17:53
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Chient Sample {37 Ex. ¢ Personal Privacy PP | Lab Sample Dy B00-T8804-23

{1ate Collected: 86/40/14 1340 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 18:18 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 18:18 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 18:18 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 18:18 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 18:18 1
Trichlorofluoromethane <0.0010 0.0010 0.00019 mg/L 06/13/14 18:18 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/13/14 18:18 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 18:18 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 18:18 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 18:18 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 18:18 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 18:18 1
1,1-Dichloroethane <0.0010 0.0010 0.00019 mg/L 06/13/14 18:18 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 18:18 1
cis-1,2-Dichloroethene <0.0010 0.0010 0.00012 mg/L 06/13/14 18:18 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 18:18 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 18:18 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 18:18 1
1,1,1-Trichloroethane <0.0010 0.0010 0.00020 mg/L 06/13/14 18:18 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 18:18 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 18:18 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 18:18 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 18:18 1
Trichloroethene <0.00050 0.00050 0.00019 mg/L 06/13/14 18:18 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 18:18 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 18:18 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 18:18 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 18:18 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 18:18 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 18:18 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 18:18 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 18:18 1
Tetrachloroethene <0.0010 0.0010 0.00017 mg/L 06/13/14 18:18 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 18:18 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 18:18 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 18:18 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 18:18 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 18:18 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 18:18 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 18:18 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 18:18 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 18:18 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 18:18 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 18:18 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 18:18 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 18:18 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 18:18 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 18:18 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 18:18 1
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Client Sample Results
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample I3 | Ex 6 Personal Privacy (PP) Lab Sample 1D 500-TE604-33
{1ate Collevted: 086MY K Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 18:18 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 18:18 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 18:18 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 18:18 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 18:18 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 18:18 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 18:18 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 18:18 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 18:18 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 18:18 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 18:18 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 18:18 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 18:18 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 18:18 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 18:18 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 18:18 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 18:18 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 99 75.125 06/13/14 18:18 1
Toluene-d8 (Surr) 95 75.120 06/13/14 18:18 1
4-Bromofiuorobenzene (Surr) 93 75.120 06/13/14 18:18 1

1

Dibromofluoromethane 88 75.120 06/13/14 18:18
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client 33?’5’3?%% {321 Ex. 6 Personal Privacy (PP) Lab Sﬁmgﬂﬁ i BO0.-78804-24
{1ate Collected: 086MK 7 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 18:43 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 18:43 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 18:43 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 18:43 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 18:43 1
Trichlorofluoromethane <0.0010 0.0010 0.00019 mg/L 06/13/14 18:43 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/13/14 18:43 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 18:43 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 18:43 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 18:43 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 18:43 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 18:43 1
1,1-Dichloroethane <0.0010 0.0010 0.00019 mg/L 06/13/14 18:43 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 18:43 1
cis-1,2-Dichloroethene <0.0010 0.0010 0.00012 mg/L 06/13/14 18:43 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 18:43 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 18:43 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 18:43 1
1,1,1-Trichloroethane <0.0010 0.0010 0.00020 mg/L 06/13/14 18:43 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 18:43 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 18:43 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 18:43 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 18:43 1
Trichloroethene <0.00050 0.00050 0.00019 mg/L 06/13/14 18:43 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 18:43 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 18:43 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 18:43 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 18:43 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 18:43 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 18:43 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 18:43 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 18:43 1
Tetrachloroethene <0.0010 0.0010 0.00017 mg/L 06/13/14 18:43 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 18:43 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 18:43 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 18:43 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 18:43 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 18:43 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 18:43 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 18:43 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 18:43 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 18:43 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 18:43 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 18:43 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 18:43 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 18:43 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 18:43 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 18:43 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 18:43 1
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Client Sample Results
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

CHent 3&5‘3’3%}%% $3>1 Ex. 6 Personal Privacy (PP) Lab Sﬁmgﬂﬁ i3 BO0-TRE04-24
{1ate Collevted: 086K i Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 18:43 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 18:43 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 18:43 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 18:43 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 18:43 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 18:43 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 18:43 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 18:43 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 18:43 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 18:43 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 18:43 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 18:43 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 18:43 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 18:43 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 18:43 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 18:43 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 18:43 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 101 75.125 06/13/14 18:43 1
Toluene-d8 (Surr) 95 75.120 06/13/14 18:43 1
4-Bromofiuorobenzene (Surr) 92 75.120 06/13/14 18:43 1

1

Dibromofluoromethane 90 75.120 06/13/14 18:43
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample J0;; B 6 Personal Privacy (PP) Lab Sample Dy B00-T8604-25

{1ate Collected: 8640014 1480 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 19:07 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 19:07 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 19:07 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 19:07 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 19:07 1
Trichlorofluoromethane <0.0010 0.0010 0.00019 mg/L 06/13/14 19:07 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/13/14 19:07 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 19:07 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 19:07 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 19:07 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 19:07 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 19:07 1
1,1-Dichloroethane <0.0010 0.0010 0.00019 mg/L 06/13/14 19:07 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 19:07 1
cis-1,2-Dichloroethene <0.0010 0.0010 0.00012 mg/L 06/13/14 19:07 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 19:07 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 19:07 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 19:07 1
1,1,1-Trichloroethane <0.0010 0.0010 0.00020 mg/L 06/13/14 19:07 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 19:07 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 19:07 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 19:07 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 19:07 1
Trichloroethene <0.00050 0.00050 0.00019 mg/L 06/13/14 19:07 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 19:07 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 19:07 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 19:07 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 19:07 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 19:07 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 19:07 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 19:07 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 19:07 1
Tetrachloroethene <0.0010 0.0010 0.00017 mg/L 06/13/14 19:07 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 19:07 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 19:07 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 19:07 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 19:07 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 19:07 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 19:07 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 19:07 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 19:07 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 19:07 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 19:07 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 19:07 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 19:07 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 19:07 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 19:07 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 19:07 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 19:07 1
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Client Sample Results
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Chent Sample 1[; | Bx 6 Personal Privacy (PP) Lab Sample I 500-T8804-258
{1ate Collected: 8640014 1480 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 19:07 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 19:07 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 19:07 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 19:07 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 19:07 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 19:07 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 19:07 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 19:07 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 19:07 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 19:07 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 19:07 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 19:07 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 19:07 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 19:07 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 19:07 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 19:07 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 19:07 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 99 75.125 06/13/14 19:07 1
Toluene-d8 (Surr) 95 75.120 06/13/14 19:07 1
4-Bromofiuorobenzene (Surr) 95 75.120 06/13/14 19:07 1

1

Dibromofluoromethane 87 75.120 06/13/14 19:07
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Client Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample 1 Trip Blank Lab Sample 1D 500-TE604-38
{1ate Collected: O8/08/14 0000 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS)

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 19:32 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 19:32 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 19:32 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 19:32 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 19:32 1
Trichlorofluoromethane <0.0010 0.0010 0.00019 mg/L 06/13/14 19:32 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/13/14 19:32 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 19:32 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 19:32 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 19:32 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 19:32 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 19:32 1
1,1-Dichloroethane <0.0010 0.0010 0.00019 mg/L 06/13/14 19:32 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 19:32 1
cis-1,2-Dichloroethene <0.0010 0.0010 0.00012 mg/L 06/13/14 19:32 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 19:32 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 19:32 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 19:32 1
1,1,1-Trichloroethane <0.0010 0.0010 0.00020 mg/L 06/13/14 19:32 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 19:32 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 19:32 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 19:32 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 19:32 1
Trichloroethene <0.00050 0.00050 0.00019 mg/L 06/13/14 19:32 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 19:32 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 19:32 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 19:32 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 19:32 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/13/14 19:32 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 19:32 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 19:32 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 19:32 1
Tetrachloroethene <0.0010 0.0010 0.00017 mg/L 06/13/14 19:32 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 19:32 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 19:32 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 19:32 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 19:32 1
Chiorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 19:32 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 19:32 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 19:32 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 19:32 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 19:32 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 19:32 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 19:32 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 19:32 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 19:32 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 19:32 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 19:32 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 19:32 1
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Client Sample Results
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Client Sample 1 Trip Blank Lab Sample 1D 500-TE604-38
{1ate Collected: O8/08/14 0000 Matrix: Water
Date Recelved: 88/11/14 0850

Method: 82608 - Volatile Organic Compounds (GC/MS) (Continued)

Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L N 06/13/14 19:32 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 19:32 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 19:32 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 19:32 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 19:32 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 19:32 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 19:32 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 19:32 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 19:32 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 19:32 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 19:32 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 19:32 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 19:32 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 19:32 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 19:32 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 19:32 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 19:32 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichloroethane-d4 (Surr) 99 75.125 06/13/14 19:32 1
Toluene-d8 (Surr) 97 75.120 06/13/14 19:32 1
4-Bromofiuorobenzene (Surr) 97 75.120 06/13/14 19:32 1

1

Dibromofluoromethane 87 75.120 06/13/14 19:32

TestAmerica Chicago

Page 61 of 82 6/18/2014



Definitions/Glossary

Client: Autumnwood Consultants
Project/Site: Central Wire

EPA-R5-2019-007454_0001508

TestAmerica Job |D: 500-78604-1

Gualifiers

GCIMS VOA

Qualifier Qualifier Description

J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.
* LCS or LCSD exceeds the control limits

F1 MS and/or MSD Recovery exceeds the control limits

Metals

Qualifier Qualifier Description

B Compound was found in the blank and sample.

J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.
Glossary

Abbreviation These commonly used abbreviations may or may not be present in this report.

o Listed under the "D" column to designate that the result is reported on a dry weight basis
%R Percent Recovery

CFL Contains Free Liquid

CNF Contains no Free Liquid

DER Duplicate error ratio (normalized absolute difference)

Dil Fac Dilution Factor

DL, RA, RE, IN Indicates a Dilution, Re-analysis, Re-extraction, or additional Initial metals/anion analysis of the sample
DLC Decision level concentration

MDA Minimum detectable activity

EDL Estimated Detection Limit

MbC Minimum detectable concentration

MDL Method Detection Limit

ML Minimum Level (Dioxin)

NC Not Calculated

ND Not detected at the reporting limit (or MDL or EDL if shown)

PQL Pragctical Quantitation Limit

Qc Quality Control

RER Relative error ratio

RL Reporting Limit or Requested Limit (Radiochemistry)

RPD Relative Percent Difference, a measure of the relative difference between two points
TEF Toxicity Equivalent Factor (Dioxin)

TEQ Toxicity Equivalent Quotient (Dioxin)
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QC Association Summary
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

GOMS VOA

Analysis Batch: 240830
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
500-78604-1 MwW4 Total/NA Water 8260B
500-78604-2 MW6 Total/NA Water 8260B
500-78604-3 MW5 Total/NA Water 82608
500-78604-4 MWS5D Total/NA Water 82608
500-78604-5 MW7 Total/NA Water 82608
500-78604-6 MwW8 Total/NA Water 82608
500-78604-7 MWo Total/NA Water 8260B
500-78604-7 MS MW Total/NA Water 8260B
500-78604-7 MSD MW Total/NA Water 82608
LCS 500-240630/4 Lab Control Sample Total/NA Water 8260B
MB 500-240630/6 Method Blank Total/NA Water 82608

Analysis Batch: 240736
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
500-78604-8 MW2 Total/NA Water 82608
500-78604-9 HBR Total/NA Water 82608
500-78604-10 DGD Total/NA Water 82608
500-78604-11 DGl Total/NA Water 8260B
500-78604-12 DGS Total/NA Water 8260B
500-78604-13 DGWD Total/NA Water 82608
500-78604-14 DUP Total/NA Water 82608
500-78604-15 DGWI Total/NA Water 82608
500-78604-16 DGWS Total/NA Water 82608
500-78604-17 17214 Highbridge Total/NA Water 8260B
500-78604-18 18010 Hwy 176 Total/NA Water 8260B
500-78604-19 18017 Rt 176 Total/NA Water 82608
500-78604-20 South Branch Total/NA Water 82608
500-78604-21 18216 Hwy 176 Total/NA Water 82608
500-78604-22 18314 Hwy 176 Total/NA Water 82608
500-78604-23 18516 Hwy 176 Total/NA Water 8260B
500-78604-24 18408 Hwy 176 Total/NA Water 82608
500-78604-25 18603 Hwy 176 Total/NA Water 82608
500-78604-25 MS 18603 Hwy 176 Total/NA Water 82608
500-78604-25 MSD 18603 Hwy 176 Total/NA Water 82608
500-78604-26 Trip Blank Total/NA Water 8260B
LCS 500-240736/4 Lab Control Sample Total/NA Water 8260B
MB 500-240736/6 Method Blank Total/NA Water 82608

Metals

Prep Batch: 240473

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
500-78604-1 MW4 Total/NA Water 3010A
500-78604-1 DU Mw4 Total/NA Water 3010A
500-78604-1 MS MwW4 Total/NA Water 3010A
500-78604-1 MSD MwW4 Total/NA Water 3010A
500-78604-2 MW6 Total/NA Water 3010A
500-78604-3 MW5 Total/NA Water 3010A
500-78604-4 MWS5D Total/NA Water 3010A
500-78604-5 MW7 Total/NA Water 3010A
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QC Association Summary
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Metals {Continued}

Prep Batch: 240473 (Continued)

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
500-78604-6 MwW8 Total/NA Water 3010A
500-78604-7 MW Total/NA Water 3010A
500-78604-8 MW2 Total/NA Water 3010A
500-78604-9 HBR Total/NA Water 3010A
500-78604-10 DGD Total/NA Water 3010A
500-78604-11 DGl Total/NA Water 3010A
500-78604-12 DGS Total/NA Water 3010A
500-78604-13 DGWD Total/NA Water 3010A
500-78604-14 DUP Total/NA Water 3010A
500-78604-15 DGWI Total/NA Water 3010A
500-78604-16 DGWS Total/NA Water 3010A
LCS 500-240473/2-A Lab Control Sample Total/NA Water 3010A
MB 500-240473/1-A Method Blank Total/NA Water 3010A

Prep Batch: 240643

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
500-78604-1 MwW4 Total/NA Water 7470A
500-78604-1 DU MwW4 Total/NA Water 7470A
500-78604-1 MS M4 Total/NA Water 7470A
500-78604-1 MSD MwW4 Total/NA Water 7470A
500-78604-2 MWB8 Total/NA Water 7470A
500-78604-3 MW5 Total/NA Water 7470A
500-78604-4 MW5D Total/NA Water 7470A
500-78604-5 MW7 Total/NA Water 7470A
500-78604-6 MW8 Total/NA Water 7470A
500-78604-7 MW Total/NA Water 7470A
500-78604-8 MW2 Total/NA Water 7470A
500-78604-9 HBR Total/NA Water 7470A
500-78604-10 DGD Total/NA Water 7470A
500-78604-11 DGl Total/NA Water 7470A
500-78604-12 DGS Total/NA Water 7470A
500-78604-13 DGWD Total/NA Water 7470A
500-78604-14 DUP Total/NA Water 7470A
500-78604-15 DGWI Total/NA Water 7470A
500-78604-16 DGWS Total/NA Water 7470A
LCS 500-240643/13-A Lab Control Sample Total/NA Water 7470A

MB 500-240643/12-A Method Blank Total/NA Water 7470A

Analysis Batch: 240800

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
500-78604-1 MwW4 Total/NA Water 7470A 240643
500-78604-1 DU M4 Total/NA Water 7470A 240643
500-78604-1 MS MwW4 Total/NA Water 7470A 240643
500-78604-1 MSD MW4 Total/NA Water 7470A 240643
500-78604-2 MW6 Total/NA Water 7470A 240643
500-78604-3 MW5 Total/NA Water 7470A 240643
500-78604-4 MWS5D Total/NA Water 7470A 240643
500-78604-5 MW7 Total/NA Water 7470A 240643
500-78604-6 MW8 Total/NA Water 7470A 240643
500-78604-7 MWo Total/NA Water 7470A 240643
500-78604-8 MW2 Total/NA Water 7470A 240643
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QC Association Summary
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Metals {Continued}

Analysis Batch: 240800 {Continued)

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
500-78604-9 HBR Total/NA Water 7470A 240643
500-78604-10 DGD Total/NA Water 7470A 240643
500-78604-11 DGl Total/NA Water 7470A 240643
500-78604-12 DGS Total/NA Water 7470A 240643
500-78604-13 DGWD Total/NA Water 7470A 240643
500-78604-14 DUP Total/NA Water 7470A 240643
500-78604-15 DGWI Total/NA Water 7470A 240643
500-78604-16 DGWS Total/NA Water 7470A 240643
LCS 500-240643/13-A Lab Control Sample Total/NA Water 7470A 240643
MB 500-240643/12-A Method Blank Total/NA Water 7470A 240643
Analysis Batch: 241359
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
500-78604-1 M4 Total/NA Water 6010B 240473
500-78604-1 DU MwW4 Total/NA Water 6010B 240473
500-78604-1 MS MW4 Total/NA Water 6010B 240473
500-78604-1 MSD MwW4 Total/NA Water 6010B 240473
500-78604-2 MW6 Total/NA Water 6010B 240473
500-78604-3 MW5 Total/NA Water 6010B 240473
500-78604-4 MWSD Total/NA Water 6010B 240473
500-78604-5 MW7 Total/NA Water 6010B 240473
500-78604-6 MW8 Total/NA Water 6010B 240473
500-78604-7 MWo Total/NA Water 6010B 240473
500-78604-8 MW2 Total/NA Water 6010B 240473
500-78604-9 HBR Total/NA Water 6010B 240473
500-78604-10 DGD Total/NA Water 6010B 240473
500-78604-11 DGl Total/NA Water 6010B 240473
500-78604-12 DGS Total/NA Water 6010B 240473
500-78604-13 DGWD Total/NA Water 6010B 240473
500-78604-14 DUP Total/NA Water 6010B 240473
500-78604-15 DGWI Total/NA Water 6010B 240473
500-78604-16 DGWS Total/NA Water 6010B 240473
L.CS 500-240473/2-A Lab Control Sample Total/NA Water 6010B 240473
MB 500-240473/1-A Method Blank Total/NA Water 6010B 240473
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Client: Autumnwood Consultants

Project/Site: Central Wire

Surrogate Summary

EPA-R5-2019-007454_0001508

TestAmerica Job |D: 500-78604-1

Method: 82608 - Volatile Organic Compounds {GOME]

Matrix: Water

Prep Type: TolalNA

Percent Surrogate Recovery (Acceptance Limits)

12DCE TOL BFB DBFM
Lab Sample ID Client Sample ID (75-128)  (75-120)  (75-120)  (75-120)
500-78604-1 M4 97 97 96 88
500-78604-2 MWe 93 97 97 88
500-78604-3 MW5 95 96 97 87
500-78604-4 MW5D 95 97 98 87
500-78604-5 MW7 95 97 98 87
500-78604-6 MW 95 97 98 87
500-78604-7 MW 97 97 96 86
500-78604-7 MS MWO 96 99 94 93
500-78604-7 MSD MWO 96 101 95 94
500-78604-8 MW2 94 97 93 86
500-78604-9 HBR 93 96 96 88
500-78604-10 DGD 95 95 95 90
500-78604-11 DGl 94 96 96 88
500-78604-12 DGS 97 96 98 87
500-78604-13 DGWD 95 96 95 87
500-78604-14 DUP 94 96 95 84
500-78604-15 DGW 99 95 96 88
500-78604-16 DGWS 98 97 95 86
500-78604-17 17214 Highbridge 100 96 95 87
500-78604-18 18010 Hwy 176 98 95 94 88
500-78604-19 18017 Rt 176 99 93 95 87
500-78604-20 South Branch 99 95 93 86
500-78604-21 18216 Hwy 176 99 95 97 87
500-78604-22 18314 Hwy 176 99 95 95 88
500-78604-23 18516 Hwy 176 99 95 93 88
500-78604-24 18408 Hwy 176 101 95 92 90
500-78604-25 18603 Hwy 176 99 95 95 87
500-78604-25 MS 18603 Hwy 176 98 99 93 92
500-78604-25 MSD 18603 Hwy 176 98 98 94 94
500-78604-26 Trip Blank 99 97 97 87
LCS 500-240630/4 Lab Control Sample 99 99 93 94
LCS 500-240736/4 Lab Control Sample 92 101 91 89
MB 500-240630/6 Method Blank 97 95 98 87
MB 500-240736/6 Method Blank 97 96 97 87

Surrogate Legend

12DCE = 1,2-Dichloroethane-d4 (Surr)

TOL = Toluene-d8 (Surr)

BFB = 4-Bromofluorobenzene (Surr)

DBFM = Dibromofluoromethane
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QC Sample Results
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Method: 82608 - Volatile Organic Compounds {GOME]

Lab Sample ID: MB 500-240630/6 Client Sample 1D: Method Blank
Matrix: Water Prep Type: Total/NA
Analysis Batch: 240630
MB MB

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/12/14 23:25 1
Chiloromethane <0.0010 0.0010 0.00018 mg/L 06/12/14 23:25 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/12/14 23:25 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/12/14 23:25 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/12/14 23:25 1
Trichlorofluoromethane <0.0010 0.0010 0.00019 mg/L 06/12/14 23:25 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/12/14 23:25 1
Carbon disuifide <0.0050 0.0050 0.00043 mg/L 06/12/14 23:25 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/12/14 23:25 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/12/14 23:25 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/12/14 23:25 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/12/14 23:25 1
1,1-Dichloroethane <0.0010 0.0010 0.00019 mg/L 06/12/14 23:25 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/12/14 23:25 1
cis-1,2-Dichloroethene <0.0010 0.0010 0.00012 mg/L 06/12/14 23:25 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/12/14 23:25 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/12/14 23:25 1
Chloroform <0.0010 0.0010 0.00020 mg/L 06/12/14 23:25 1
1,1,1-Trichloroethane <0.0010 0.0010 0.00020 mg/L 06/12/14 23:25 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/12/14 23:25 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/12/14 23:25 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/12/14 23:25 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/12/14 23:25 1
Trichloroethene <0.00050 0.00050 0.00019 mg/L 06/12/14 23:25 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/12/14 23:25 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/12/14 23:25 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/12/14 23:25 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/12/14 23:25 1
methyl isobutyl ketone <0.0050 0.0050 0.00033 mg/L 06/12/14 23:25 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/12/14 23:25 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/12/14 23:25 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/12/14 23:25 1
Tetrachloroethene <0.0010 0.0010 0.00017 mg/L 06/12/14 23:25 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/12/14 23:25 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/12/14 23:25 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/12/14 23:25 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/12/14 23:25 1
Chlorobenzene <0.0010 0.0010 0.00014 mg/L 06/12/14 23:25 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/12/14 23:25 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/12/14 23:25 1
m&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/12/14 23:25 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/12/14 23:25 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/12/14 23:25 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/12/14 23:25 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/12/14 23:25 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/12/14 23:25 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/12/14 23:25 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/12/14 23:25 1
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QC Sample Results

Client: Autumnwood Consultants
Project/Site: Central Wire

EPA-R5-2019-007454_0001508

TestAmerica Job |D: 500-78604-1

Method: 82608 - Volatile Organie Compounds {GOME} {Continused)

Lab Sample ID: MB 500-240630/6
Matrix: Water
Analysis Batch: 240630

Client Sample ID: Method Blank
Prep Type: Total/NA

MB MB
Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
N-Propylbenzene <0.0010 0.0010 0.00013 mgl 06/12/14 23:25 1
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L 06/12/14 23:25 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/12/14 23:25 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/12/14 23:25 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/12/14 23:25 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/12/14 23:25 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/12/14 23:25 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/12/14 23:25 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/12/14 23:25 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/12/14 23:25 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/12/14 23:25 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/12/14 23:25 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/12/14 23:25 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/12/14 23:25 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/12/14 23:25 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/12/14 23:25 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/12/14 23:25 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/12/14 23:25 1

MB MB
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichioroethane-d4 (Surr) 97 75.125 06/12/14 23:25 1
Toluene-d8 (Surr) 95 75.120 06/12/14 23:25 1
4-Bromofiuorobenzene (Surr) 98 75.120 06/12/14 23:25 1
Dibromofivoromethane 87 75.120 06/12/14 23:25 1
Lab Sample ID: LCS 500-240630/4 Client Sample ID: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 240630

Spike LCS LCS %Rec.

Analyte Added Result Qualifier Unit D  %Rec Limits
Dichlorodiflucromethane 0.0500 0.0580 mg/L 116 41-146
Chloromethane 0.0500 0.0616 mg/L 123 63-133
Vinyl chloride 0.0500 0.0552 mg/L 110 72.-123
Bromomethane 0.0500 0.0609 mg/L 122 45 .169
Chloroethane 0.0500 0.0595 mg/L 119 58.147
Trichlorofluoromethane 0.0500 0.0655 * mg/L 131 71-130
1,1-Dichloroethene 0.0500 0.0441 mg/L 88 69.120
Carbon disuifide 0.0500 0.0374 mg/L 75 56.130
Acetone 0.0500 0.0577 mg/L 115 48 .149
Methylene Chloride 0.0500 0.0486 mg/L 97 73.130
trans-1,2-Dichloroethene 0.0500 0.0484 mg/L a7 77 .120
Methyl tert-butyl ether 0.0500 0.0470 mg/L 94 75.130
1,1-Dichloroethane 0.0500 0.0516 mg/L 103 75-120
2,2-Dichloropropane 0.0500 0.0505 mg/L 101 65.132
cis-1,2-Dichloroethene 0.0500 0.0514 mg/L 103 75-.120
Methyl Ethyl Ketone 0.0500 0.0615 mg/L 123 53.142
Bromochloromethane 0.0500 0.0503 mg/L 101 76-.120
Chloroform 0.0500 0.0524 mg/L 105 76-120
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QC Sample Results
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Method: 82608 - Volatile Organie Compounds {GOME} {Continused)

Lab Sample ID: LCS 500-240630/4 Client Sample 1D: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 240630

Spike LCS LCS %Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
1,1,1-Trichloroethane 0.0500 0.0517 mg/L 103 72-130
1,1-Dichloropropene 0.0500 0.0483 mg/L 97 75-130
Carbon tetrachloride 0.0500 0.0509 mg/L 102 70-130
Benzene 0.0500 0.0503 mg/L 101 75-120
1,2-Dichloroethane 0.0500 0.0526 mg/L 105 69.130
Trichloroethene 0.0500 0.0515 mg/L 103 75-120
1,2-Dichloropropane 0.0500 0.0528 mg/L 106 75.120
Dibromomethane 0.0500 0.0510 mg/L 102 75.120
Bromodichloromethane 0.0500 0.0522 mg/L 104 77121
cis~1,3-Dichloropropene 0.0500 0.0522 mg/L 104 78-130
methyl isobutyl ketone 0.0500 0.0658 mg/L 132 58.135
Toluene 0.0500 0.0506 mg/L 101 75-120
trans-1,3-Dichloropropene 0.0500 0.0423 mg/L 85 74-130
1,1,2-Trichloroethane 0.0500 0.0513 mg/L 103 75.120
Tetrachloroethene 0.0500 0.0493 mg/L 99 75-120
1,3-Dichloropropane 0.0500 0.0490 mg/L 98 77-124
2-Hexanone 0.0500 0.0640 mg/L 128 55.140
Dibromochloromethane 0.0500 0.0453 mg/L 91 71-126
1,2-Dibromoethane 0.0500 0.0506 mg/L 101 78.122
Chlorohenzene 0.0500 0.0506 mg/L 101 75.120
1,1,1,2-Tetrachloroethane 0.0500 0.0539 mg/L 108 75-122
Ethylbenzene 0.0500 0.0513 mg/L 103 75.120
m&p-Xylene 0.0500 0.0505 mg/L 101 75.120
o-Xylene 0.0500 0.0513 mg/L 103 75.120
Styrene 0.0500 0.0537 mg/L 107 75.120
Bromoform 0.0500 0.0504 mg/L 101 68 -126
Isopropylbenzene 0.0500 0.0501 mg/L 100 75-121
Bromobenzene 0.0500 0.0494 mg/L 99 75-120
1,1,2,2-Tetrachlioroethane 0.0500 0.0514 mg/L 103 72-.130
1,2,3-Trichloropropane 0.0500 0.0494 mg/L 99 65.132
N-Propylbenzene 0.0500 0.0495 mg/L 99 75.120
2-Chlorotoluene 0.0500 0.0495 mg/L 99 75-120
1,3,5-Trimethylbenzene 0.0500 0.0501 mg/L 100 75121
4-Chlorotoluene 0.0500 0.0506 mg/L 101 75-120
tert-Butylbenzene 0.0500 0.0514 mg/L 103 75-.123
1,2,4-Trimethylbenzene 0.0500 0.0511 mg/L 102 75-121
sec-Butylbenzene 0.0500 0.0513 mg/L 103 75.120
1,3-Dichlorobenzene 0.0500 0.0502 mg/L 100 75-120
p-lsopropyltoluene 0.0500 0.0506 mg/L 101 75121
1,4-Dichliorobenzene 0.0500 0.0494 mg/L 29 75-.120
n-Butylbenzene 0.0500 0.0503 mg/L 101 75-121
1,2-Dichlorobenzene 0.0500 0.0515 mg/L 103 75-.120
1,2-Dibromo-3-Chloropropane 0.0500 0.0442 mg/L 88 62-130
1,2,4-Trichlorobenzene 0.0500 0.048%8 mg/L 98 73-130
Hexachlorobutadiene 0.0500 0.0522 mg/L 104 71-131
Naphthalene 0.0500 0.0506 mg/L 101 69.135
1,2,3-Trichlorobenzene 0.0500 0.0514 mg/L 103 69.131
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QC Sample Results
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Method: 82608 - Volatile Organie Compounds {GOME} {Continused)

Lab Sample ID: LCS 500-240630/4 Client Sample 1D: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 240630
LCS LCS

Surrogate %Recovery Qualifier Limits
1,2-Dichioroethane-d4 (Surr) 99 75.125
Toluene-d8 (Surr) 99 75.120
4-Bromofluorobenzene (Surr) 93 75.120
Dibromofluoromethane 94 75.120
Lab Sample ID: 500-78604-7 MS Client Sample 1D: MW9
Matrix: Water Prep Type: Total/NA
Analysis Batch: 240630

Sample Sample Spike MS MS %Rec.
Analyte Result Qualifier Added Result Qualifier Unit D  %Rec Limits
Dichlorodifluoromethane <0.0010 0.0500 0.0616 mg/L 123 41.146
Chloromethane <0.0010 0.0500 0.0661 mg/L 132 63.133
Vinyl chloride <0.00050 0.0500 0.0592 mg/L 118 72.123
Bromomethane <0.0010 0.0500 0.0606 mg/L 121 45 . 169
Chioroethane <0.0010 0.0500 0.0605 mg/L 121 58.147
Trichlorofluoromethane <0.0010 ~* 0.0500 0.0678 F1 mg/L 136 71-130
1,1-Dichloroethene <0.0010 0.0500 0.0444 mg/L 89 69.120
Carbon disuifide <0.0050 0.0500 0.0374 mg/L 75 56.130
Acetone <0.0050 0.0500 0.0479 mg/L 96 48 .149
Methylene Chloride <0.0050 0.0500 0.0480 mg/L 96 73-130
trans-1,2-Dichloroethene <0.0010 0.0500 0.048%8 mg/L 98 77 -120
Methyl tert-butyl ether <0.0010 0.0500 0.0439 mg/L 88 75-130
1,1-Dichloroethane <0.0010 0.0500 0.0524 mg/L 105 75.120
2,2-Dichloropropane <0.0010 0.0500 0.0541 mg/L 108 65.132
cis-1,2-Dichloroethene <0.0010 0.0500 0.0514 mg/L 103 75.120
Methyl Ethyl Ketone <0.0050 0.0500 0.0565 mg/L 113 53.142
Bromochloromethane <0.0010 0.0500 0.0494 mg/L 99 76-120
Chloroform <0.0010 0.0500 0.0529 mg/L 106 76-.120
1,1,1-Trichloroethane <0.0010 0.0500 0.0539 mg/L 108 72.130
1,1-Dichloropropene <0.0010 0.0500 0.0487 mg/L 97 75.130
Carbon tetrachloride <0.0010 0.0500 0.0516 mg/L 103 70-130
Benzene <0.00050 0.0500 0.0501 mg/L 100 75-120
1,2-Dichloroethane <0.0010 0.0500 0.0518 mg/L 104 69.130
Trichloroethene <0.00050 0.0500 0.0512 mg/L 102 75-120
1,2-Dichloropropane <0.0010 0.0500 0.0519 mg/L 104 75.120
Dibromomethane <0.0010 0.0500 0.0475 mg/L 95 75.120
Bromodichloromethane <0.0010 0.0500 0.0507 mg/L 101 77121
cis~1,3-Dichloropropene <0.0010 0.0500 0.0480 mg/L 96 78.130
methyl isobutyl ketone <0.0050 0.0500 0.0534 mg/L 107 58.135
Toluene <0.00050 0.0500 0.0509 mg/L 102 75.120
trans-1,3-Dichloropropene <0.0010 0.0500 0.0380 mg/L 76 74.130
1,1,2-Trichloroethane <0.0010 0.0500 0.0472 mg/L 94 75-120
Tetrachloroethene <0.0010 0.0500 0.0491 mg/L 98 75-120
1,3-Dichloropropane <0.0010 0.0500 0.0463 mg/L 93 77-124
2-Hexanone <0.0050 0.0500 0.0502 mg/L 100 55.140
Dibromochloromethane <0.0010 0.0500 0.0415 mg/L 83 71-126
1,2-Dibromoethane <0.0010 0.0500 0.0470 mg/L 94 78.122
Chlorobenzene <0.0010 0.0500 0.0499 mg/L 100 75-120
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QC Sample Results
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Method: 82608 - Volatile Organie Compounds {GOME} {Continused)

Lab Sample ID: 500-78604-7 MS Client Sample 1D: MW9
Matrix: Water Prep Type: Total/NA
Analysis Batch: 240630

Sample Sample Spike M8 MS %Rec.
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits
1,1,1,2-Tetrachloroethane <0.0010 0.0500 0.0529 mg/L 106 75.122
Ethylbenzene <0.00050 0.0500 0.0515 mg/L 103 75.120
m&p-Xylene <0.0010 0.0500 0.0505 mg/L 101 75.120
o-Xylene <0.00050 0.0500 0.0522 mg/L 104 75-120
Styrene <0.0010 0.0500 0.0528 mg/L 106 75-120
Bromoform <0.0010 0.0500 0.0450 mg/L 90 68.126
Isopropylbenzene <0.0010 0.0500 0.0520 mg/L 104 75-121
Bromobenzene <0.0010 0.0500 0.0503 mg/L 101 75.120
1,1,2,2-Tetrachloroethane <0.0010 0.0500 0.0497 mg/L g9 72130
1,2,3-Trichloropropane <0.0010 0.0500 0.0462 mg/L 92 65.132
N-Propylbenzene <0.0010 0.0500 0.0515 mg/L 103 75-120
2-Chlorotoluene <0.0010 0.0500 0.0510 mg/L 102 75-120
1,3,5-Trimethylbenzene <0.0010 0.0500 0.0515 mg/L 103 75-121
4-Chlorotoluene <0.0010 0.0500 0.0512 mg/L 102 75.120
tert-Butylbenzene <0.0010 0.0500 0.0536 mg/L 107 75-123
1,2,4-Trimethylbenzene <0.0010 0.0500 0.0534 mg/L 107 75-121
sec-Butylbenzene <0.0010 0.0500 0.0534 mg/L 107 75-120
1,3-Dichlorobenzene <0.0010 0.0500 0.0509 mg/L 102 75-120
p-Isopropyltoluene <0.0010 0.0500 0.0521 mg/L 104 75-121
1,4-Dichlorobenzene <0.0010 0.0500 0.0496 mg/L 99 75.120
n-Butylbenzene <0.0010 0.0500 0.0506 mg/L 101 75-121
1,2-Dichlorobenzene <0.0010 0.0500 0.0513 mg/L 103 75-120
1,2-Dibromo-3-Chloropropane <0.0020 0.0500 0.0397 mg/L 79 62.130
1,2,4-Trichlorobenzene <0.0010 0.0500 0.0461 mg/L 92 73.130
Hexachlorobutadiene <0.0010 0.0500 0.0517 mg/L 103 71131
Naphthalene <0.0010 0.0500 0.0467 mg/L 93 69.135
1,2,3-Trichlorobenzene <0.0010 0.0500 0.0477 mg/L 95 69 . 131

MS MS

Surrogate %Recovery Qualifier Limits
1,2-Dichioroethane-d4 (Surr) 96 75.125
Toluene-d8 (Surr) 99 75.120
4-Bromofluorobenzene (Surr) 94 75.120
Dibromofluoromethane 93 75.120
Lab Sample ID: 500-78604-7 MSD Client Sample 1D: MWS
MMatrix: Water Prep Type: Total/NA
Analysis Batch: 240630

Sample Sample Spike MSD MSD %Rec. RPD
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits RPD Limit
Dichlorodifluoromethane <0.0010 0.0500 0.0632 mg/L o 126 41.146 3 20
Chloromethane <0.0010 0.0500 0.0673 F1 mg/L 135 63.133 2 20
Vinyl chloride <0.00050 0.0500 0.0601 mg/L 120 72.123 2 20
Bromomethane <0.0010 0.0500 0.0576 mg/L 115 45.169 5 20
Chloroethane <0.0010 0.0500 0.0595 mg/L 119 58.147 2 20
Trichlorofluoromethane <0.0010 ~* 0.0500 0.0680 F1 mg/L 136 71-130 0 20
1,1-Dichloroethene <0.0010 0.0500 0.0435 mg/L 87 69.120 2 20
Carbon disuifide <0.0050 0.0500 0.0382 mg/L 76 56.130 2 20
Acetone <0.0050 0.0500 0.0514 mg/L 103 48 . 149 7 20
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QC Sample Results
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Method: 82608 - Volatile Organie Compounds {GOME} {Continused)

Lab Sample ID: 500-78604-7 MSD Client Sample 1D: MW9
Matrix: Water Prep Type: Total/NA
Analysis Batch: 240630

Sample Sample Spike MSD MSD %Rec. RPD
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits RPD Limit
Methylene Chloride <0.0050 0.0500 0.0475 mg/L 95  73.130 1 20
trans-1,2-Dichloroethene <0.0010 0.0500 0.0480 mg/L 96 77 -120 2 20
Methyl tert-butyl ether <0.0010 0.0500 0.0419 mg/L 84 75.130 5 20
1,1-Dichloroethane <0.0010 0.0500 0.0518 mg/L 104 75-120 1 20
2,2-Dichloropropane <0.0010 0.0500 0.0544 mg/L 109 65.132 1 20
cis-1,2-Dichloroethene <0.0010 0.0500 0.0512 mg/L 102 75-120 1 20
Methy! Ethyl Ketone <0.0050 0.0500 0.0558 mg/L 112 53.142 1 20
Bromochloromethane <0.0010 0.0500 0.0484 mg/L 97 76.120 2 20
Chloroform <0.0010 0.0500 0.0523 mg/L 105 76.120 1 20
1,1,1-Trichloroethane <0.0010 0.0500 0.0546 mg/L 109 72-130 1 20
1,1-Dichloropropene <0.0010 0.0500 0.0486 mg/L 97 75-130 0 20
Carbon tetrachloride <0.0010 0.0500 0.0515 mg/L 103 70-130 0 20
Benzene <0.00050 0.0500 0.0497 mg/L 99 75.120 1 20
1,2-Dichloroethane <0.0010 0.0500 0.0515 mg/L 103 69.130 0 20
Trichloroethene <0.00050 0.0500 0.0511 mg/L 102 75-120 0 20
1,2-Dichloropropane <0.0010 0.0500 0.0522 mg/L 104 75-120 1 20
Dibromomethane <0.0010 0.0500 0.0468 mg/L 94 75-120 1 20
Bromodichloromethane <0.0010 0.0500 0.0507 mg/L 101 77 -121 0 20
cis-1,3-Dichioropropene <0.0010 0.0500 0.0486 mg/L 97 78-130 1 20
methyl isobutyl ketone <0.0050 0.0500 0.0538 mg/L 108 58.135 1 20
Toluene <0.00050 0.0500 0.0512 mg/L 102 75-120 1 20
trans-1,3-Dichloropropene <0.0010 0.0500 0.0389 mg/L 78 74.130 2 20
1,1,2-Trichloroethane <0.0010 0.0500 0.0475 mg/L 95 75.120 0 20
Tetrachloroethene <0.0010 0.0500 0.0502 mg/L 100 75.120 2 20
1,3-Dichloropropane <0.0010 0.0500 0.0468 mg/L 94 77-124 1 20
2-Hexanone <0.0050 0.0500 0.0517 mg/L 103 55.140 3 20
Dibromochloromethane <0.0010 0.0500 0.0420 mg/L 84 71-126 1 20
1,2-Dibromoethane <0.0010 0.0500 0.0470 mg/L 94 78.-122 0 20
Chlorobenzene <0.0010 0.0500 0.0502 mg/L 100 75-120 1 20
1,1,1,2-Tetrachloroethane <0.0010 0.0500 0.0534 mg/L 107 75.122 1 20
Ethylbenzene <0.00050 0.0500 0.0515 mg/L 103 75.120 0 20
m&p-Xylene <0.0010 0.0500 0.0508 mg/L 102 75-120 0 20
o-Xylene <0.00050 0.0500 0.0518 mg/L 104 75-120 1 20
Styrene <0.0010 0.0500 0.0527 mg/L 105 75-120 0 20
Bromoform <0.0010 0.0500 0.0450 mg/L 90 68.126 0 20
Isopropylbenzene <0.0010 0.0500 0.0528 mg/L 106 75-121 1 20
Bromobenzene <0.0010 0.0500 0.0499 mg/L 100 75.120 1 20
1,1,2,2-Tetrachloroethane <0.0010 0.0500 0.0482 mg/L 96 72.130 3 20
1,2,3-Trichloropropane <0.0010 0.0500 0.0460 mg/L 92 65.132 0 20
N-Propylbenzene <0.0010 0.0500 0.0516 mg/L 103 75-120 0 20
2-Chlorotoluene <0.0010 0.0500 0.0515 mg/L 103 75.120 1 20
1,3,5-Trimethylbenzene <0.0010 0.0500 0.0524 mg/L 105 75.121 2 20
4-Chlorotoluene <0.0010 0.0500 0.0508 mg/L 102 75-120 1 20
tert-Butylbenzene <0.0010 0.0500 0.0540 mg/L 108 75-123 1 20
1,2,4-Trimethylbenzene <0.0010 0.0500 0.0535 mg/L 107 75-121 0 20
sec-Butylbenzene <0.0010 0.0500 0.0541 mg/L 108 75-120 1 20
1,3-Dichlorobenzene <0.0010 0.0500 0.0506 mg/L 101 75.120 1 20
p-Isopropyltoluene <0.0010 0.0500 0.0523 mg/L 105 75.121 0 20
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QC Sample Results
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Method: 82608 - Volatile Organie Compounds {GOME} {Continused)

Lab Sample ID: 500-78604-7 MSD Client Sample 1D: MW9
Matrix: Water Prep Type: Total/NA
Analysis Batch: 240630

Sample Sample Spike MSD MSD %Rec. RPD
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits RPD Limit
1,4-Dichlorobenzene <0.0010 0.0500 0.0495 mg/L 89 75.120 0 20
n-Butylbenzene <0.0010 0.0500 0.0501 mg/L 100 75-121 1 20
1,2-Dichlorobenzene <0.0010 0.0500 0.0513 mg/L 103 75.120 0 20
1,2-Dibromo-3-Chloropropane <0.0020 0.0500 0.0385 mg/L 77 62-130 3 20
1,2,4-Trichlorobenzene <0.0010 0.0500 0.0452 mg/L 90 73-130 2 20
Hexachlorobutadiene <0.0010 0.0500 0.0528 mg/L 106 71-131 2 20
Naphthalene <0.0010 0.0500 0.0463 mg/L 93 69.135 1 20
1,2,3-Trichlorobenzene <0.0010 0.0500 0.0465 mg/L 93 69.131 3 20

MSD MSD
Surrogate %Recovery Qualifier Limits
1,2-Dichloroethane-d4 (Surr) 96 75.125
Toluene-d8 (Surr) 101 75.120
4-Bromofiuorobenzene (Surr) 95 75.120
Dibromofluoromethane 94 75.120
Lab Sample ID: MB 500-240736/6 Client Sample ID: Method Blank
Matrix: Water Prep Type: Total/NA
Analysis Batch: 240738
MB MB

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Dichlorodifluoromethane <0.0010 0.0010 0.00020 mg/L o 06/13/14 11:40 1
Chloromethane <0.0010 0.0010 0.00018 mg/L 06/13/14 11:40 1
Vinyl chloride <0.00050 0.00050 0.00010 mg/L 06/13/14 11:40 1
Bromomethane <0.0010 0.0010 0.00031 mg/L 06/13/14 11:40 1
Chloroethane <0.0010 0.0010 0.00034 mg/L 06/13/14 11:40 1
Trichlorofluoromethane <0.0010 0.0010 0.00019 mg/L 06/13/14 11:40 1
1,1-Dichloroethene <0.0010 0.0010 0.00031 mg/L 06/13/14 11:40 1
Carbon disulfide <0.0050 0.0050 0.00043 mg/L 06/13/14 11:40 1
Acetone <0.0050 0.0050 0.0013 mg/L 06/13/14 11:40 1
Methylene Chloride <0.0050 0.0050 0.00068 mg/L 06/13/14 11:40 1
trans-1,2-Dichloroethene <0.0010 0.0010 0.00025 mg/L 06/13/14 11:40 1
Methyl tert-butyl ether <0.0010 0.0010 0.00024 mg/L 06/13/14 11:40 1
1,1-Dichloroethane <0.0010 0.0010 0.00019 mg/L 06/13/14 11:40 1
2,2-Dichloropropane <0.0010 0.0010 0.00032 mg/L 06/13/14 11:40 1
cis-1,2-Dichloroethene <0.0010 0.0010 0.00012 mg/L 06/13/14 11:40 1
Methyl Ethyl Ketone <0.0050 0.0050 0.0015 mg/L 06/13/14 11:40 1
Bromochloromethane <0.0010 0.0010 0.00040 mg/L 06/13/14 11:40 1
Chioroform <0.0010 0.0010 0.00020 mg/L 06/13/14 11:40 1
1,1,1-Trichloroethane <0.0010 0.0010 0.00020 mg/L 06/13/14 11:40 1
1,1-Dichloropropene <0.0010 0.0010 0.00034 mg/L 06/13/14 11:40 1
Carbon tetrachloride <0.0010 0.0010 0.00026 mg/L 06/13/14 11:40 1
Benzene <0.00050 0.00050 0.000074 mg/L 06/13/14 11:40 1
1,2-Dichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 11:40 1
Trichloroethene <0.00050 0.00050 0.00019 mg/L 06/13/14 11:40 1
1,2-Dichloropropane <0.0010 0.0010 0.00020 mg/L 06/13/14 11:40 1
Dibromomethane <0.0010 0.0010 0.00033 mg/L 06/13/14 11:40 1
Bromodichloromethane <0.0010 0.0010 0.00017 mg/L 06/13/14 11:40 1
cis-1,3-Dichloropropene <0.0010 0.0010 0.00018 mg/L 06/13/14 11:40 1
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QC Sample Results

Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Method: 82608 - Volatile Organie Compounds {GOME} {Continused)

Lab Sample ID: MB 500-240736/6 Client Sample ID: Method Blank
Matrix: Water Prep Type: Total/NA
Analysis Batch: 240736
MB MB
Analyte Resuit Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
methyl isobutyl ketone <0.0050 0.0050 0.00033 mgl 06/13/14 11:40 1
Toluene <0.00050 0.00050 0.00011 mg/L 06/13/14 11:40 1
trans-1,3-Dichloropropene <0.0010 0.0010 0.00021 mg/L 06/13/14 11:40 1
1,1,2-Trichloroethane <0.0010 0.0010 0.00028 mg/L 06/13/14 11:40 1
Tetrachloroethene <0.0010 0.0010 0.00017 mg/L 06/13/14 11:40 1
1,3-Dichloropropane <0.0010 0.0010 0.00013 mg/L 06/13/14 11:40 1
2-Hexanone <0.0050 0.0050 0.00056 mg/L 06/13/14 11:40 1
Dibromochloromethane <0.0010 0.0010 0.00032 mg/L 06/13/14 11:40 1
1,2-Dibromoethane <0.0010 0.0010 0.00036 mg/L 06/13/14 11:40 1
Chlorobenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 11:40 1
1,1,1,2-Tetrachloroethane <0.0010 0.0010 0.00025 mg/L 06/13/14 11:40 1
Ethylbenzene <0.00050 0.00050 0.00013 mg/L 06/13/14 11:40 1
ma&p-Xylene <0.0010 0.0010 0.00026 mg/L 06/13/14 11:40 1
o-Xylene <0.00050 0.00050 0.000068 mg/L 06/13/14 11:40 1
Styrene <0.0010 0.0010 0.00010 mg/L 06/13/14 11:40 1
Bromoform <0.0010 0.0010 0.00028 mg/L 06/13/14 11:40 1
Isopropylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 11:40 1
Bromobenzene <0.0010 0.0010 0.00025 mg/L 06/13/14 11:40 1
1,1,2,2-Tetrachloroethane <0.0010 0.0010 0.00023 mg/L 06/13/14 11:40 1
1,2,3-Trichloropropane <0.0010 0.0010 0.00045 mg/L 06/13/14 11:40 1
N-Propylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 11:40 1
2-Chlorotoluene <0.0010 0.0010 0.00021 mg/L 06/13/14 11:40 1
1,3,5-Trimethylbenzene <0.0010 0.0010 0.00018 mg/L 06/13/14 11:40 1
4-Chlorotoluene <0.0010 0.0010 0.00020 mg/L 06/13/14 11:40 1
tert-Butylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 11:40 1
1,2,4-Trimethylbenzene <0.0010 0.0010 0.00014 mg/L 06/13/14 11:40 1
sec-Butylbenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 11:40 1
1,3-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 11:40 1
p-Isopropyltoluene <0.0010 0.0010 0.00017 mg/L 06/13/14 11:40 1
1,4-Dichlorobenzene <0.0010 0.0010 0.00015 mg/L 06/13/14 11:40 1
n-Butylbenzene <0.0010 0.0010 0.00013 mg/L 06/13/14 11:40 1
1,2-Dichlorobenzene <0.0010 0.0010 0.00027 mg/L 06/13/14 11:40 1
1,2-Dibromo-3-Chloropropane <0.0020 0.0020 0.00087 mg/L 06/13/14 11:40 1
1,2,4-Trichlorobenzene <0.0010 0.0010 0.00031 mg/L 06/13/14 11:40 1
Hexachlorobutadiene <0.0010 0.0010 0.00026 mg/L 06/13/14 11:40 1
Naphthalene <0.0010 0.0010 0.00016 mg/L 06/13/14 11:40 1
1,2,3-Trichlorobenzene <0.0010 0.0010 0.00024 mg/L 06/13/14 11:40 1
1,3-Dichloropropene, Total <0.0010 0.0010 0.00018 mg/L 06/13/14 11:40 1
MB MB
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
1,2-Dichioroethane-d4 (Surr) 97 75.125 06/13/14 11:40 1
Toluene-d8 (Surr) 96 75.120 06/13/14 11:40 1
4-Bromofluorobenzene (Surr) 97 75.120 06/13/14 11:40 1
1

Dibromofluoromethane 87 75.120 06/13/14 11:40
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QC Sample Results
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Method: 82608 - Volatile Organie Compounds {GOME} {Continused)

Lab Sample ID: LCS 500-240736/4 Client Sample I1D: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 240736

Spike LCS LCS %Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
Dichlorodifluoromethane 0.0500 0.0539 mg/L o 108 41.146
Chloromethane 0.0500 0.0588 mg/L 118 63.133
Vinyl chloride 0.0500 0.0536 mg/L 107 72123
Bromomethane 0.0500 0.0521 mg/L 104 45169
Chloroethane 0.0500 0.0531 mg/L 106 58.147
Trichlorofluoromethane 0.0500 0.0640 mg/L 128 71-130
1,1-Dichloroethene 0.0500 0.0518 mg/L 104 69.120
Carbon disuifide 0.0500 0.0499 mg/L 100 56.130
Acetone 0.0500 0.0567 mg/L 113 48 .149
Methylene Chloride 0.0500 0.0475 mg/L 95 73-130
trans-1,2-Dichloroethene 0.0500 0.0520 mg/L 104 77 -120
Methyl tert-butyl ether 0.0500 0.0423 mg/L 85 75-130
1,1-Dichloroethane 0.0500 0.0525 mg/L 105 75.120
2,2-Dichloropropane 0.0500 0.0609 mg/L 122 65.132
cis-1,2-Dichloroethene 0.0500 0.0511 mg/L 102 75-120
Methyl Ethyl Ketone 0.0500 0.0538 mg/L 108 53.142
Bromochloromethane 0.0500 0.0470 mg/L 94 76-120
Chloroform 0.0500 0.0512 mg/L 102 76.120
1,1,1-Trichloroethane 0.0500 0.0566 mg/L 113 72.130
1,1-Dichloropropene 0.0500 0.0513 mg/L 103 75.130
Carbon tetrachloride 0.0500 0.0550 mg/L 110 70.130
Benzene 0.0500 0.0494 mg/L 99 75-120
1,2-Dichloroethane 0.0500 0.0493 mg/L 99 69.130
Trichloroethene 0.0500 0.0517 mg/L 103 75.120
1,2-Dichloropropane 0.0500 0.0499 mg/L 100 75-120
Dibromomethane 0.0500 0.0461 mg/L 92 75-120
Bromodichloromethane 0.0500 0.0497 mg/L 99 77-121
cis-1,3-Dichloropropene 0.0500 0.0502 mg/L 100 78-130
methyl isobutyl ketone 0.0500 0.0509 mg/L 102 58.135
Toluene 0.0500 0.0519 mg/L 104 75.120
trans-1,3-Dichloropropene 0.0500 0.0398 mg/L 80 74.130
1,1,2-Trichloroethane 0.0500 0.0458 mg/L 92 75.120
Tetrachloroethene 0.0500 0.0529 mg/L 106 75.120
1,3-Dichloropropane 0.0500 0.0448 mg/L 90 77-.124
2-Hexanone 0.0500 0.0521 mg/L 104 55.140
Dibromochloromethane 0.0500 0.0419 mg/L 84 71-.126
1,2-Dibromoethane 0.0500 0.0459 mg/L 92 78.122
Chlorobenzene 0.0500 0.0492 mg/L 98 75-120
1,1,1,2-Tetrachioroethane 0.0500 0.0528 mg/L 106 75.122
Ethylbenzene 0.0500 0.0525 mg/L 105 75.120
m&p-Xylene 0.0500 0.0513 mg/L 103 75.120
o-Xylene 0.0500 0.0517 mg/L 103 75-120
Styrene 0.0500 0.0524 mg/L 105 75-120
Bromoform 0.0500 0.0458 mg/L 92 68.126
Isopropylbenzene 0.0500 0.0510 mg/L 102 75-121
Bromobenzene 0.0500 0.0464 mg/L 93 75.120
1,1,2,2-Tetrachloroethane 0.0500 0.0452 mg/L 80 72130
1,2,3-Trichloropropane 0.0500 0.0444 mg/L 89 65.132
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Project/Site: Central Wire

QC Sample Results

EPA-R5-2019-007454_0001508

TestAmerica Job |D: 500-78604-1

Method: 82608 - Volatile Organie Compounds {GOME} {Continused)

Lab Sample ID: LCS 500-240736/4
Matrix: Water
Analysis Batch: 240736

Client Sample 1D: Lab Control Sample
Prep Type: Total/NA

Page 76 of 82

Spike LCS LCS %Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
N-Propylbenzene 0.0500 0.0510 mg/L 102 75-120
2-Chlorotoluene 0.0500 0.0492 mg/L 98 75-120
1,3,5-Trimethylbenzene 0.0500 0.0509 mg/L 102 75.121
4-Chlorotoluene 0.0500 0.0505 mg/L 101 75-120
tert-Butylbenzene 0.0500 0.0515 mg/L 103 75-123
1,2,4-Trimethylbenzene 0.0500 0.0512 mg/L 102 75121
sec-Butylbenzene 0.0500 0.0522 mg/L 104 75.120
1,3-Dichliorobenzene 0.0500 0.0490 mg/L 98 75.120
p-Isopropyltoluene 0.0500 0.0521 mg/L 104 75121
1,4-Dichlorobenzene 0.0500 0.0482 mg/L 96 75-120
n-Butylbenzene 0.0500 0.0536 mg/L 107 75-121
1,2-Dichliorobenzene 0.0500 0.0479 mg/L 96 75-.120
1,2-Dibromo-3-Chloropropane 0.0500 0.0367 mg/L 73 62.130
1,2,4-Trichlorobenzene 0.0500 0.0477 mg/L a5 73-.130
Hexachlorobutadiene 0.0500 0.0530 mg/L 106 71-131
Naphthalene 0.0500 0.0432 mg/L 86 69.135
1,2,3-Trichlorobenzene 0.0500 0.0457 mg/L 91 69 . 131
LCS LCS

Surrogate %Recovery Qualifier Limits
1,2-Dichioroethane-d4 (Surr) 92 75.125
Toluene-d8 (Surr) 101 75.120
4-Bromofiuorobenzene (Surr) 91 75.120
Dibromofivoromethane 89 75120
Lab Sample ID: 500-78604-25 MS Client Sample 1D: 18603 Hwy 176
Matrix: Water Prep Type: Total/NA
Analysis Batch: 240736

Sample Sample Spike M8 MS %Rec.
Analyte Result Qualifier Added Result Qualifier Unit D  %Rec Limits
Dichlorodifluoromethane <0.0010 0.0500 0.0517 mg/L B 103 41.146
Chloromethane <0.0010 0.0500 0.0566 mg/L 113 63-.133
Vinyl chloride <0.00050 0.0500 0.0512 mg/L 102 72-123
Bromomethane <0.0010 0.0500 0.0487 mg/L 97 45 .169
Chloroethane <0.0010 0.0500 0.0524 mg/L 105 58.147
Trichlorofluoromethane <0.0010 0.0500 0.0606 mg/L 121 71-130
1,1-Dichloroethene <0.0010 0.0500 0.0505 mg/L 101 69.120
Carbon disuifide <0.0050 0.0500 0.0458 mg/L 92 56.130
Acetone <0.0050 0.0500 0.0486 mg/L 97 48 .149
Methylene Chloride <0.0050 0.0500 0.0499 mg/L 100 73.130
trans-1,2-Dichloroethene <0.0010 0.0500 0.0514 mg/L 103 77120
Methyl tert-butyl ether <0.0010 0.0500 0.0490 mg/L 98 75.130
1,1-Dichloroethane <0.0010 0.0500 0.0544 mg/L 109 75-120
2,2-Dichloropropane <0.0010 0.0500 0.0567 mg/L 113 65.132
cis-1,2-Dichloroethene <0.0010 0.0500 0.0524 mg/L 105 75-120
Methy! Ethyl Ketone <0.0050 0.0500 0.0539 mg/L 108 53.142
Bromochloromethane <0.0010 0.0500 0.0521 mg/L 104 76-120
Chloroform <0.0010 0.0500 0.0549 mg/L 110 76.120
1,1,1-Trichloroethane <0.0010 0.0500 0.0556 mg/L 111 72-130
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QC Sample Results
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Method: 82608 - Volatile Organie Compounds {GOME} {Continused)

Lab Sample ID: 500-78604-25 MS Client Sample 1D: 18603 Hwy 176
Matrix: Water Prep Type: Total/NA
Analysis Batch: 240736

Sample Sample Spike M8 MS %Rec.
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits
1,1-Dichloropropene <0.0010 0.0500 0.0509 mg/L 102 75-130
Carbon tetrachloride <0.0010 0.0500 0.0540 mg/L 108 70-130
Benzene <0.00050 0.0500 0.0512 mg/L 102 75.120
1,2-Dichloroethane <0.0010 0.0500 0.0561 mg/L 112 69.130
Trichloroethene <0.00050 0.0500 0.0528 mg/L 106 75-120
1,2-Dichloropropane <0.0010 0.0500 0.0548 mg/L 110 75-120
Dibromomethane <0.0010 0.0500 0.0526 mg/L 105 75-120
Bromodichloromethane <0.0010 0.0500 0.0551 mg/L 110 77 -121
cis-1,3-Dichloropropene <0.0010 0.0500 0.0548 mg/L 110 78-130
methyl isobutyl ketone <0.0050 0.0500 0.0559 mg/L 112 58.135
Toluene <0.00050 0.0500 0.0535 mg/L 107 75.120
trans-1,3-Dichloropropene <0.0010 0.0500 0.0436 mg/L 87 74-130
1,1,2-Trichloroethane <0.0010 0.0500 0.0536 mg/L 107 75.120
Tetrachloroethene <0.0010 0.0500 0.0518 mg/L 104 75.120
1,3-Dichloropropane <0.0010 0.0500 0.0530 mg/L 106 77-124
2-Hexanone <0.0050 0.0500 0.0510 mg/L 102 55.140
Dibromochloromethane <0.0010 0.0500 0.0475 mg/L 95 71-126
1,2-Dibromoethane <0.0010 0.0500 0.0539 mg/L 108 78-122
Chlorobenzene <0.0010 0.0500 0.0535 mg/L 107 75.120
1,1,1,2-Tetrachloroethane <0.0010 0.0500 0.0578 mg/L 116 75.122
Ethylbenzene <0.00050 0.0500 0.0536 mg/L 107 75-120
m&p-Xylene <0.0010 0.0500 0.0532 mg/L 106 75-120
o-Xylene <0.00050 0.0500 0.0548 mg/L 110 75-120
Styrene <0.0010 0.0500 0.0567 mg/L 113 75.120
Bromoform <0.0010 0.0500 0.0518 mg/L 104 68.126
Isopropylbenzene <0.0010 0.0500 0.0531 mg/L 106 75121
Bromobenzene <0.0010 0.0500 0.0522 mg/L 104 75-120
1,1,2,2-Tetrachloroethane <0.0010 0.0500 0.0547 mg/L 109 72-130
1,2,3-Trichloropropane <0.0010 0.0500 0.0529 mg/L 106 65.132
N-Propylbenzene <0.0010 0.0500 0.0518 mg/L 104 75-120
2-Chlorotoluene <0.0010 0.0500 0.0514 mg/L 103 75.120
1,3,5-Trimethylbenzene <0.0010 0.0500 0.0525 mg/L 105 75-121
4-Chlorotoluene <0.0010 0.0500 0.0522 mg/L 104 75-120
tert-Butylbenzene <0.0010 0.0500 0.0537 mg/L 107 75-123
1,2,4-Trimethylbenzene <0.0010 0.0500 0.0533 mg/L 107 75-121
sec-Butylbenzene <0.0010 0.0500 0.0531 mg/L 106 75-120
1,3-Dichlorobenzene <0.0010 0.0500 0.0519 mg/L 104 75.120
p-Isopropyltoluene <0.0010 0.0500 0.0521 mg/L 104 75-121
1,4-Dichlorobenzene <0.0010 0.0500 0.0513 mg/L 103 75.120
n-Butylbenzene <0.0010 0.0500 0.0511 mg/L 102 75.121
1,2-Dichlorobenzene <0.0010 0.0500 0.0533 mg/L 107 75.120
1,2-Dibromo-3-Chloropropane <0.0020 0.0500 0.0444 mg/L 89 62.130
1,2,4-Trichlorobenzene <0.0010 0.0500 0.0488 mg/L 88 73-130
Hexachlorobutadiene <0.0010 0.0500 0.0513 mg/L 103 71-131
Naphthalene <0.0010 0.0500 0.0517 mg/L 103 69.135
1,2,3-Trichlorobenzene <0.0010 0.0500 0.0496 mg/L 29 69 . 131
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QC Sample Results
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Method: 82608 - Volatile Organie Compounds {GOME} {Continused)

Lab Sample ID: 500-78604-25 MS Client Sample 1D: 18603 Hwy 176
Matrix: Water Prep Type: Total/NA
Analysis Batch: 240736
Ms MS

Surrogate %Recovery Qualifier Limits
1,2-Dichioroethane-d4 (Surr) 98 75.125
Toluene-d8 (Surr) 99 75.120
4-Bromofluorobenzene (Surr) 93 75.120
Dibromofluoromethane 92 75.120
Lab Sample I1D: 500-78604-25 MSD Client Sample ID: 18603 Hwy 176
Matrix: Water Prep Type: Total/NA
Analysis Batch: 240736

Sample Sample Spike MSD MSD %Rec. RPD
Analyte Result Qualifier Added Result Qualifier Unit D  %Rec Limits RPD Limit
Dichlorodifluoromethane <0.0010 0.0500 0.0519 mg/L 104 41.146 0 20
Chloromethane <0.0010 0.0500 0.0591 mg/L 118 63.133 4 20
Vinyl chloride <0.00050 0.0500 0.0522 mg/L 104 72.123 2 20
Bromomethane <0.0010 0.0500 0.0520 mg/L 104 45 .169 6 20
Chioroethane <0.0010 0.0500 0.0540 mg/L 108 58.147 3 20
Trichlorofluoromethane <0.0010 0.0500 0.0625 mg/L 125 71-130 3 20
1,1-Dichloroethene <0.0010 0.0500 0.0499 mg/L 100 69.120 1 20
Carbon disuifide <0.0050 0.0500 0.0467 mg/L 93 56.130 2 20
Acetone <0.0050 0.0500 0.0467 mg/L 93 48 .149 4 20
Methylene Chloride <0.0050 0.0500 0.0497 mg/L 99 73-130 0 20
trans-1,2-Dichloroethene <0.0010 0.0500 0.0511 mg/L 102 77 -120 1 20
Methyl tert-butyl ether <0.0010 0.0500 0.0470 mg/L 94 75-130 4 20
1,1-Dichloroethane <0.0010 0.0500 0.0542 mg/L 108 75.120 0 20
2,2-Dichloropropane <0.0010 0.0500 0.0561 mg/L 112 65.132 1 20
cis-1,2-Dichloroethene <0.0010 0.0500 0.0527 mg/L 105 75.120 0 20
Methyl Ethyl Ketone <0.0050 0.0500 0.0543 mg/L 109 53.142 1 20
Bromochloromethane <0.0010 0.0500 0.0509 mg/L 102 76-120 2 20
Chloroform <0.0010 0.0500 0.0539 mg/L 108 76-.120 2 20
1,1,1-Trichloroethane <0.0010 0.0500 0.0553 mg/L 111 72.130 1 20
1,1-Dichloropropene <0.0010 0.0500 0.0504 mg/L 101 75.130 1 20
Carbon tetrachloride <0.0010 0.0500 0.0543 mg/L 109 70-130 0 20
Benzene <0.00050 0.0500 0.0508 mg/L 102 75-120 1 20
1,2-Dichloroethane <0.0010 0.0500 0.0550 mg/L 110 69.130 2 20
Trichloroethene <0.00050 0.0500 0.0530 mg/L 106 75-120 1 20
1,2-Dichloropropane <0.0010 0.0500 0.0538 mg/L 108 75.120 2 20
Dibromomethane <0.0010 0.0500 0.0504 mg/L 101 75.120 4 20
Bromodichloromethane <0.0010 0.0500 0.0552 mg/L 110 77121 0 20
cis~1,3-Dichloropropene <0.0010 0.0500 0.0531 mg/L 106 78.130 3 20
methyl isobutyl ketone <0.0050 0.0500 0.0544 mg/L 109 58.135 3 20
Toluene <0.00050 0.0500 0.0517 mg/L 103 75.120 3 20
trans-1,3-Dichloropropene <0.0010 0.0500 0.0431 mg/L 86 74.130 1 20
1,1,2-Trichloroethane <0.0010 0.0500 0.0510 mg/L 102 75-120 5 20
Tetrachloroethene <0.0010 0.0500 0.0517 mg/L 103 75-120 0 20
1,3-Dichloropropane <0.0010 0.0500 0.0504 mg/L 101 77-124 5 20
2-Hexanone <0.0050 0.0500 0.0531 mg/L 106 55.140 4 20
Dibromochloromethane <0.0010 0.0500 0.0476 mg/L 95 71-126 0 20
1,2-Dibromoethane <0.0010 0.0500 0.0519 mg/L 104 78.122 4 20
Chlorobenzene <0.0010 0.0500 0.0523 mg/L 105 75-120 2 20
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QC Sample Results
Client: Autumnwood Consultants TestAmerica Job |D: 500-78604-1
Project/Site: Central Wire

Method: 82608 - Volatile Organie Compounds {GOME} {Continused)

Lab Sample I1D: 500-78604-25 MSD Client Sample ID: 18603 Hwy 176
Matrix: Water Prep Type: Total/NA
Analysis Batch: 240736

Sample Sample Spike MSD MSD %Rec. RPD
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits RPD Limit
1,1,1,2-Tetrachloroethane <0.0010 0.0500 0.0561 mg/L 12 75.122 3 20
Ethylbenzene <0.00050 0.0500 0.0530 mg/L 106 75.120 1 20
m&p-Xylene <0.0010 0.0500 0.0519 mg/L 104 75.120 3 20
o-Xylene <0.00050 0.0500 0.0533 mg/L 107 75-120 3 20
Styrene <0.0010 0.0500 0.0562 mg/L 112 75-120 1 20
Bromoform <0.0010 0.0500 0.0500 mg/L 100 68.126 4 20
Isopropylbenzene <0.0010 0.0500 0.0522 mg/L 104 75-121 2 20
Bromobenzene <0.0010 0.0500 0.0517 mg/L 103 75.120 1 20
1,1,2,2-Tetrachloroethane <0.0010 0.0500 0.0520 mg/L 104 72.130 5 20
1,2,3-Trichloropropane <0.0010 0.0500 0.0504 mg/L 101 65.132 5 20
N-Propylbenzene <0.0010 0.0500 0.0512 mg/L 102 75-120 1 20
2-Chlorotoluene <0.0010 0.0500 0.0512 mg/L 102 75-120 0 20
1,3,5-Trimethylbenzene <0.0010 0.0500 0.0513 mg/L 103 75-121 2 20
4-Chlorotoluene <0.0010 0.0500 0.0519 mg/L 104 75.120 1 20
tert-Butylbenzene <0.0010 0.0500 0.0523 mg/L 105 75-123 3 20
1,2,4-Trimethylbenzene <0.0010 0.0500 0.0524 mg/L 105 75-121 2 20
sec-Butylbenzene <0.0010 0.0500 0.0521 mg/L 104 75-120 2 20
1,3-Dichlorobenzene <0.0010 0.0500 0.0514 mg/L 103 75-120 1 20
p-Isopropyltoluene <0.0010 0.0500 0.0514 mg/L 103 75-121 1 20
1,4-Dichlorobenzene <0.0010 0.0500 0.0509 mg/L 102 75.120 1 20
n-Butylbenzene <0.0010 0.0500 0.0509 mg/L 102 75-121 0 20
1,2-Dichlorobenzene <0.0010 0.0500 0.0521 mg/L 104 75-120 2 20
1,2-Dibromo-3-Chloropropane <0.0020 0.0500 0.0430 mg/L 86 62.130 3 20
1,2,4-Trichlorobenzene <0.0010 0.0500 0.0479 mg/L 96 73.130 2 20
Hexachlorobutadiene <0.0010 0.0500 0.0515 mg/L 103 71131 0 20
Naphthalene <0.0010 0.0500 0.0490 mg/L 98 69.135 5 20
1,2,3-Trichlorobenzene <0.0010 0.0500 0.0485 mg/L 97 69.131 2 20

MSD MSD
Surrogate %Recovery Qualifier Limits
1,2-Dichioroethane-d4 (Surr) 98 75.125
Toluene-d8 (Surr) 98 75.120
4-Bromofluorobenzene (Surr) 94 75.120
Dibromofluoromethane 94 75.120
Method: 80108 - Metals {ICP}
Lab Sample ID: MB 500-240473/1-A Client Sample ID: Method Blank
Matrix: Water Prep Type: Total/NA
Analysis Batch: 241359 Prep Batch: 240473
MB MB

Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Arsenic <0.010 0.010 0.0026 mg/L © 06/11/1414:30  06/17/14 20:49 1
Barium <0.010 0.010 0.0011 mg/L 06/11/14 14:30  06/17/14 20:49 1
Cadmium 0.000584 J 0.0020 0.00026 mg/L 06/11/14 14:30  06/17/14 20:49 1
Chromium <0.010 0.010 0.0010 mg/L 06/11/14 14:30  06/17/14 20:49 1
Lead <0.0050 0.0050 0.0023 mg/L 06/11/14 14:30  06/17/14 20:49 1
Selenium <0.010 0.010 0.0046 mg/L 06/11/14 14:30  06/17/14 20:49 1
Silver <0.0050 0.0050 0.00057 mg/L 06/11/14 14:30  06/17/14 20:49 1
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Client: Autumnwood Consultants
Project/Site: Central Wire

EPA-R5-2019-007454_0001508

QC Sample Results

TestAmerica Job |D: 500-78604-1

Method: 80108 - Metals {ICP) [Continued)

Matrix: Water
Analysis Batch: 241359

Lab Sample ID: LCS 500-240473/2-A

Client Sample I1D: Lab Control Sample
Prep Type: Total/NA
Prep Batch: 240473

Lab Sample ID: 500-78604-1 MS
Matrix: Water
Analysis Batch: 241359

Spike LCS LCS %Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
Arsenic 0.100 0.0929 mg/L B 93 80-120
Barium 2.00 1.99 mg/L 99 80.120
Cadmium 0.0500 0.0471 mg/L 94 80-120
Chromium 0.200 0.199 mg/L 99 80.120
Lead 0.100 0.0938 mg/L 94 80.120
Selenium 0.100 0.0846 mg/L 85 80.120
Silver 0.0500 0.0482 mg/L 96 80.120

Client Sample ID: MW4
Prep Type: Total/NA
Prep Batch: 240473

Sample Sample Spike MS MS %Rec.
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits
Arsenic <0.010 0.100 0.0932 mg/L a 93 75-125
Barium 0.034 2.00 1.97 mg/L 97 75-125
Cadmium 0.00090 JB 0.0500 0.0479 mg/L 94 75-125
Chromium 0.1 0.200 0.297 mg/L 92 75.125
Lead 0.0048 J 0.100 0.0996 mg/L 95 75.125
Selenium 0.0067 J 0.100 0.0839 mg/L 77 75-125
Silver 0.00066 J 0.0500 0.0481 mg/L 95 75-125
Lab Sample ID: 500-78604-1 MSD Client Sample 1D: MW4
MMatrix: Water Prep Type: Total/NA
Analysis Batch: 241359 Prep Batch: 240473
Sample Sample Spike MSD MSD %Rec. RPD
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits RPD Limit
Arsenic <0.010 0.100 0.0960 mg/L B 96 75.125 3 20
Barium 0.034 2.00 2.01 mg/L 99 75.125 2 20
Cadmium 0.00090 JB 0.0500 0.0490 mg/L 96 75.125 2 20
Chromium 0.1 0.200 0.310 mg/L 99 75-125 4 20
Lead 0.0048 J 0.100 0.102 mg/L 98 75-125 3 20
Selenium 0.0067 J 0.100 0.0900 mg/L 83 75-125 7 20
Silver 0.00066 J 0.0500 0.0498 mg/L 98 75.125 4 20
Lab Sample ID: §00-78604-1 DU Client Sample 1D: MW4
Matrix: Water Prep Type: Total/NA
Analysis Batch: 241359 Prep Batch: 240473
Sample Sample DU DU RPD
Analyte Result Qualifier Result Qualifier Unit D RPD Limit
Arsenic <0.010 <0.010 mg/L o NC 20
Barium 0.034 0.0298 mg/L 12 20
Cadmium 0.00090 JB 0.000783 J mg/L 14 20
Chromium 0.11 0.0988 mg/L 13 20
Lead 0.0048 J 0.00417 J mg/L 13 20
Selenium 0.0067 J <0.010 mg/L NC 20
Silver 0.00066 J 0.000941 J mg/L 35 20
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Client: Autumnwood Consultants
Project/Site: Central Wire

QC Sample Results

EPA-R5-2019-007454_0001508

TestAmerica Job |D: 500-78604-1

Method: 74704 - Mercury {CVAA}

Matrix: Water
Analysis Batch: 240800

Lab Sample ID: MB 500-240643/12-A

Client Sample 1D: Method Blank
Prep Type: Total/NA
Prep Batch: 240643

Page 81 of 82

MB MB
Analyte Result Qualifier RL MDL  Unit D Prepared Analyzed Dil Fac
Mercury <0.00020 0.00020 0.000072 mg/L © 06/12/1413:00  06/13/14 08:57 1
Lab Sample ID: LCS 500-240643/13-A Client Sample {D: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 240800 Prep Batch: 240643
Spike LCS LCS %Rec.
Analyte Added Result Qualifier Unit D  %Rec Limits
Mercury 0.00200 0.00203 mg/L a 102 80.120
Lab Sample ID: 500-78604-1 MS Client Sample 1D: MW4
Matrix: Water Prep Type: Total/NA
Analysis Batch: 240800 Prep Batch: 240643
Sample Sample Spike MS MS %Rec.
Analyte Result Qualifier Added Result Qualifier Unit D  %Rec Limits
Mercury <0.00020 0.00100 0.00103 mg/L 103 75-125
Lab Sample ID: 500-78604-1 MSD Client Sample ID: MW4
Matrix: Water Prep Type: Total/NA
Analysis Batch: 240800 Prep Batch: 240643
Sample Sample Spike MSD MSD %Rec. RPD
Analyte Result Qualifier Added Result Qualifier Unit D  %Rec Limits RPD Limit
Mercury <0.00020 0.00100 0.000934 mg/L. - 93 75.125 10 20
Lab Sample ID: 500-78604-1 DU Client Sample ID: MW4
Matrix: Water Prep Type: Total/NA
Analysis Batch: 240800 Prep Batch: 240643
Sample Sample DU DU RPD
Analyte Result Qualifier Result Qualifier Unit D RPD Limit
Mercury <0.00020 <0.00020 mg/L a NC 20
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Lab Chronicle
Client: Autumnwood Consultants TestAmerica Job ID: 500-78604-1
Project/Site: Central Wire
Client Sample 1D MW4 Lab Sample 1D 500.78804.1
Date Collscted: G6/08/14 08:38 Matrix: Water
Date Hecelved: 08/11/14 08:50
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
Total/NA Analysis  8260B 1 240630 06/13/1405:12 BDA TAL CHI
Total/NA Prep 3010A 240473 06/11/14 14:30 LAt TAL CHI
Total/NA Analysis  6010B 1 241359 06/17/14 20:57 PJ1 TAL CHI
Total/NA Prep 7470A 240643 06/12/1413:00 RLL TAL CHI
Total/NA Analysis 7470A 1 240800 06/13/1409:01 RLL TAL CHI
Client Sampls 1D MWE Lab Sample ) 800-T8804-2
Date Collected: G814 O%18 Matrix: Water
Date Recelved: 08111114 08:580
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
TotaNA Analysis  8260B 1 240630 06/13/1405:36 BDA TAL CHI §\\\§\\\§
e
Total/NA Prep 3010A 240473 06/11/14 14:30 LA TAL CHI L
Total/NA Analysis  6010B 1 241359 06/17/1421:26 PJ1 TAL CHI
Total/NA Prep 7470A 240643 06/12/1413:00 RLL TAL CHI
Total/NA Analysis 7470A 1 240800 06/13/1409:13 RLL TAL CHI
Clent Sample 1D MWE Lab Sample ) 800-T8804-3
{ate Collected: 0870814 0983 fMatrin Water
Date Received: 08111114 08:50
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
Total/NA Analysis ~ 8260B 1 240830 06/13/1406:01 BDA TAL CHI
Total/NA Prep 3010A 240473 06/11/14 14:30 LA TAL CHI
Total/NA Analysis  6010B 1 241359 06/17/1421:30 PJ1 TAL CHI
Total/NA Prep 7470A 240843 06/12/1413:00 RLL TAL CHI
Total/NA Analysis 7470A 1 240800 06/13/1409:15 RLL TAL CHI
Client Sample 1 MWED Lab Sample I BOO-TEE04-4
Date Collectsd: 08/08/114 1013 Matrix; Water
{ate Received: 08/11/14 08:50
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
Total/NA Analysis ~ 8260B 1 240630 06/13/1406:26 BDA TAL CHI
Total/NA Prep 3010A 240473 06/11/14 14:30 LAt TAL CHI
Total/NA Analysis  6010B 1 241359 06/17/1421:34 PJ1 TAL CHI
Total/NA Prep 7470A 240643 06/12/1413:00 RLL TAL CHI
Total/NA Analysis 7470A 1 240800 06/13/1409:17 RLL TAL CHI
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Lab Chronicle
Client: Autumnwood Consultants TestAmerica Job ID: 500-78604-1
Project/Site: Central Wire
Client Sample 1 MWNT Lab Sample D 500-TE604-8
Date Collected: 88/08M14 10:40 Matrix: Waler
Date Received: 06/11/14 0950
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
Total/NA Analysis 8260B 1 240630 06/13/1406:51 BDA TAL CHI
Total/NA Prep 3010A 240473 06/11/1414:30 LA1 TAL CHI
Total/NA Analysis 6010B 1 241359 06/17/1421:38 PJ1 TAL CHI
Total/NA Prep 7470A 240643 06/12/1413:00 RLL TAL CHI
Total/NA Analysis 7470A 1 240800 06/13/1409:19 RLL TAL CHI
Client Sample 1 MWE Lab Sample 1D 800.-78804-8
Date Collectad: $8/08M14 1110 Matrix: Water
Date Recelved: 08/11/14 0950
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
Total/NA Analysis 8260B 1 240630 06/13/1407:16 BDA TAL CHI
Total/NA Prep 3010A 240473 06/11/1414:30 LA1 TAL CHI
Total/NA Analysis 6010B 1 241359 06/17/1421:42 PJ1 TAL CHI
Total/NA Prep 7470A 240643 06/12/1413:00 RLL TAL CHI
Total/NA Analysis 7470A 1 240800 06/13/1409:21 RLL TAL CHI
Client Sample 1D MWS Lab Sampls 1D 500.78804.7
Date Collscted: S8/08/M14 11:38 Matrix: Water
Date Recelved: 08/11/14 0880
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
Total/NA Analysis 8260B 1 240630 06/13/1407:41 BDA TAL CHI
Total/NA Prep 3010A 240473 06/11/1414:30 LAt TAL CHI
Total/NA Analysis 6010B 1 241359 06/17/1421:46 PJ1 TAL CHI
Total/NA Prep 7470A 240643 06/12/1413:00 RLL TAL CHI
Total/NA Analysis 7470A 1 240800 06/13/1409:23 RLL TAL CHI
Client Sample 1D MW2 Lab Sample ) 800-T8604-8
Date Collected: G884 12:41 Matriz: Water
Date Revelved: 08711714 0880
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
Total/NA Analysis 8260B 1 240736 06/13/14 12:05 BDA TAL CHI
Total/NA Prep 3010A 240473 06/11/1414:30 LA1 TAL CHI
Total/NA Analysis 60108 1 241359 06/17/1421:50 PJH TAL CHI
Total/NA Prep 7470A 240643 06/12/1413:00 RLL TAL CHI
Total/NA Analysis 7470A 1 240800 06/13/1409:25 RLL TAL CHI
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Lab Chronicle
Client: Autumnwood Consultants TestAmerica Job ID: 500-78604-1
Project/Site: Central Wire
Client Sample D HBR Lab Sample D 500-T8604-8
Date Collected: 88/08M14 13:20 Matrix: Waler
Date Received: 06/11/14 0950
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
Total/NA Analysis 8260B 1 240736 06/13/1412:29 BDA TAL CHI
Total/NA Prep 3010A 240473 06/11/1414:30 LA1 TAL CHI
Total/NA Analysis 6010B 1 241359 06/17/1421:54 PJ1 TAL CHI
Total/NA Prep 7470A 240643 06/12/1413:00 RLL TAL CHI
Total/NA Analysis 7470A 1 240800 06/13/1409:30 RLL TAL CHI
Client Sample I DGD Lab Sample 1D 800-7T8804-10
Date Collectad: $8/08/M14 14:43 Matrix: Water
Date Recelved: 08/11/14 0950
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
Total/NA Analysis 8260B 1 240736 06/13/1412:54 BDA TAL CHI
Total/NA Prep 3010A 240473 06/11/1414:30 LA1 TAL CHI
Total/NA Analysis 6010B 1 241359 06/17/1421:58 PJ1 TAL CHI
Total/NA Prep 7470A 240643 06/12/1413:00 RLL TAL CHI
Total/NA Analysis 7470A 1 240800 06/13/1409:32 RLL TAL CHI
Client Sample 1D DG Lab Sampls 1D 500.786804-11
Date Collscted: S8/A8/M14 15:08 Matrix: Water
Date Recelved: 08/11/14 0880
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
Total/NA Analysis 8260B 1 240736 06/13/14 13:19 BDA TAL CHI
Total/NA Prep 3010A 240473 06/11/1414:30 LAt TAL CHI
Total/NA Analysis 6010B 1 241359 06/17/1422:10 P41 TAL CHI
Total/NA Prep 7470A 240643 06/12/1413:00 RLL TAL CHI
Total/NA Analysis 7470A 1 240800 06/13/1409:34 RLL TAL CHI
Client Sample 1D DOS Lab Sample I 800-78804-12
Date Collected: G884 14:10 Matriz: Water
Date Revelved: 08711714 0880
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
Total/NA Analysis 8260B 1 240736 06/13/14 13:44 BDA TAL CHI
Total/NA Prep 3010A 240473 06/11/1414:30 LA1 TAL CHI
Total/NA Analysis 60108 1 241359 06/17/1422:14 PH TAL CHI
Total/NA Prep 7470A 240643 06/12/1413:00 RLL TAL CHI
Total/NA Analysis 7470A 1 240800 06/13/1409:36 RLL TAL CHI
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Lab Chronicle
Client: Autumnwood Consultants TestAmerica Job ID: 500-78604-1
Project/Site: Central Wire
Client Sample I DGWD Lab Sample 1D 500-TE604-13
Date Collected: 881014 03:08 Matrix: Waler
Date Received: 06/11/14 0950
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
Total/NA Analysis 8260B 1 240736 06/13/1414:08 BDA TAL CHI
Total/NA Prep 3010A 240473 06/11/1414:30 LA1 TAL CHI
Total/NA Analysis 6010B 1 241359 06/17/1422:18 PJ1 TAL CHI
Total/NA Prep 7470A 240643 06/12/1413:00 RLL TAL CHI
Total/NA Analysis 7470A 1 240800 06/13/1409:38 RLL TAL CHI
Client Sample I DUP Lab Sample 1D 800-78604-14
Date Collectad: $8M3M14 0310 Matrix: Water
Date Recelved: 08/11/14 0950
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
Total/NA Analysis 8260B 1 240736 06/13/1414:35 BDA TAL CHI
Total/NA Prep 3010A 240473 06/11/1414:30 LA1 TAL CHI
Total/NA Analysis 6010B 1 241359 06/17/1422:22 PJ1 TAL CHI
Total/NA Prep 7470A 240643 06/12/1413:00 RLL TAL CHI
Total/NA Analysis 7470A 1 240800 06/13/1409:40 RLL TAL CHI
Client Sample 1D DEWI Lab Sample 1D 500.T8804-158
Date Collscted: $8/10/14 09:37 Matrix: Water
Date Recelved: 08/11/14 0880
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
Total/NA Analysis 8260B 1 240736 06/13/14 15:00 BDA TAL CHI
Total/NA Prep 3010A 240473 06/11/1414:30 LAt TAL CHI
Total/NA Analysis 6010B 1 241359 06/17/1422:26 PJ1 TAL CHI
Total/NA Prep 7470A 240643 06/12/1413:00 RLL TAL CHI
Total/NA Analysis 7470A 1 240800 06/13/1409:42 RLL TAL CHI
Clent Sample 1D DOWS Lab Sample I 800-78804-18
Date Collected: G8/M0/14 0%:48 Matriz: Water
Date Revelved: 08711714 0880
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
Total/NA Analysis 8260B 1 240736 06/13/14 15:25 BDA TAL CHI
Total/NA Prep 3010A 240473 06/11/1414:30 LA1 TAL CHI
Total/NA Analysis 60108 1 241359 06/17/1422:31 PH TAL CHI
Total/NA Prep 7470A 240643 06/12/1413:00 RLL TAL CHI
Total/NA Analysis 7470A 1 240800 06/13/1409:44 RLL TAL CHI
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Lab Chronicle
Client: Autumnwood Consultants TestAmerica Job ID: 500-78604-1
Project/Site: Central Wire
Client Sample 15 | Ex 6 Personal Privacy (PP) Lab Sample ID: 500-78604-17
Date Collected: 881014 10:30 Matrix: Waler
Date Received: 06/11/14 0950
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
Total/NA Analysis 8260B 1 240736 06/13/1415:50 BDA TAL CHI
CHent Sample 10:] Ex 6 Personal Privacy (PP) | Lab Sample 1D 500 TEE04.18
Date Collected: 881014 10:88 Matrix: Waler
Date Received: 06/11/14 0950
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
Total/NA Analysis 8260B 1 240736 06/13/1416:14 BDA TAL CHI
Cliert Sample i3] B 6 Personal Privacy (PP) | Lab Sample 1D 500 TEE0418
Date Collected: 081014 1115 Matrix: Waler
Diate Recsived: 08/4114 08:50 R
o T
Batch Batch Dilution Batch Prepared ; z
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
Total/NA Analysis 8260B 1 240736 06/13/1416:39 BDA TAL CHI
Clent Sample 5&; Ex. 6 Personal Privacy (PP) | Lab Sample 1D BOO-TEE04-20
Date Collected: 081 ' Matrix: Waler
Date Received: 0871114 08580
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
Total/NA Analysis 8260B 1 240736 06/13/1417:04 BDA TAL CHI
CHent Sample [; | Bx 6 Personal Privacy (PP) Lab Sample 1D 800-T8804-21
Date Collected: 88/1M0/14 1187 Matriz: Water
Date Regelved: 08/11714 08:80
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
Total/NA Analysis 8260B 1 240736 06/13/1417:29 BDA TAL CHI
Client Sample I 1 Ex. 6 Personal Privacy (PP) | Lab Sample 1D 300-78804-22
Date Collected: G804 12:230 Matriz: Water
Date Revelved: 08711714 0880
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
Total/NA Analysis 8260B 1 240736 06/13/1417:53 BDA TAL CHI
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Lab Chronicle
Client: Autumnwood Consultants TestAmerica Job ID: 500-78604-1
Project/Site: Central Wire
{:ggﬁﬁi 335‘?& ?E% gﬁ Ex. 6 Personal Privacy (PP) E imﬁé} ﬁﬁmgﬁﬁ EE}: 5{}%’?35@'@“23
Date Collected: 881014 13:40 Matrix: Waler
Date Received: 06/11/14 0950
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
Total/NA Analysis 8260B 1 240736 06/13/1418:18 BDA TAL CHI
Client Sample 1D; 4 527 e 0 Lab Sample 1D: 500-78604-24
Date Collected: 88114 13:20 Matrix: Waler
Date Received: 06/11/14 0950
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
Total/NA Analysis 8260B 1 240736 06/13/1418:43 BDA TAL CHI
CHient Sample ;) Ex. 6 Personal Privacy ®P) | Lab Sample 1D 500 TE804.28
Date Collected: 081014 14:00 Matrix: Waler
Date Received: 08/1 114 08:50 4n
o T
Batch Batch Dilution Batch Prepared ; z
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
Total/NA Analysis 8260B 1 240736 06/13/1419:07 BDA TAL CHI
CHent Sample B Trip Blank Lab Sample 1D BOO-TEE04-28
Date Collected: 08/08/14 00:00 Matrix: Waler
Date Received: 0871114 08580
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab
Total/NA Analysis 8260B 1 240736 06/13/1419:32 BDA TAL CHI

Laboratory References:
TAL CHI = TestAmerica Chicago, 2417 Bond Street, University Park, IL 60484, TEL (708)534-5200

TestAmerica Chicago
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Certification Summary
Client: Autumnwood Consultants
Project/Site: Central Wire

EPA-R5-2019-007454_0001508

TestAmerica Job |D: 500-78604-1

Laboratory: Testdmerica Chicago

Uniess oths

vise noded, all analytes for this laboratory were sovered under each ced tior fow.

Authority Program EPA Region Certification ID

Expiration Date

Hlinois NELAP 5 100201

The following analytes are included in this report, but certification is not offered by the governing authority:

Analysis Method Prep Method Matrix Analyte

04-30-15

82608 Water 1,3-Dichloropropene, Total
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s {optional) {optional) . i
Teszm erico — At Chain of Custody Record
Contact: Contact: ¢ """""""
; Company. Company: Lab Job #: ./é’& (9 - 7 (?’ (0 CO
THE LEADER IN ENVIRONMENTAL T Address: Addss: !
2417 Bond Street, University Park, IL 60484 ’ Chain of Custody Number;
Phone: 7085345200  Fax: 708.534.52 Address: Address;
Phone: Phone: Page of .
. Fax: Fax: { !
500-78604 COC Temperature °C of Cooler: i
| E-Mall: PO#/Referencelf
Client [/\ /\l Client Project # Preservative Praservative Key
1. HCL, Cool to 4°
2, H2804, Cool to 4°
Prolect Name Parameter 3, HNO3, Cool to 4°
4. NaOH, Cool to 4°
Project Locatlon/State Lab Project 4. ) : 5. NaOH/Zn,Cocltod® | .o
fves B 0005554
i ] 7. Cool o 4°
Lab PM R - [/\ Nkl 8. None
S o MC@um COherd Wi 3 q 3, Other
a &
Q 2 Sampling = x5
32 Sample ID Date Tme  |Bg| B Comments
[ [MwY (14| $3%
LAl IMw ikt
3 IMuws 993
Yl Imwso o3
g
[®
81 Imw? Lulo
bl Imws e
{
), Mw9 (3%
L1 Imuwd 12
91 [HER 1329 -
|/
NI \ 1Y
Turnaround Time Required (Business Days} Sample Disposal
ﬁu; slt);:}lDﬁ:tsays —5Days__7Days ___10Days __15Days ____ Other Return to Client Digposal by Lab Archive for Months (A fee may be assessed if samples are retained longer than 1 month)
clinqshed By mpany Tirpe
L N oV N O s AL 4 s R
Relinquished By Company Date Time ' 7
Relinquished By Campany Date Time Recelved By Company Date Time -
Hand Delivered
Matrix Key Client Comments Lab Comments:
WW - Wastewater SE - Sediment
W~ Water 80 ~ Soll
S~ Boll L~ Leachate
SL - Sludge Wi~ Wipe
MS ~ Miscellaneous DW - Drinking Water
OL - 0il 0 - Other
A-Alr
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® {optional) {optional . —
TeS]LAm erico — oo Chain of Custody Record
Contagt; Contact; . ‘P, é w """"""""
! Company: Gompany: Lab Job #: ﬁ 00 ") ﬂ
THE LEADER IN ENVIRONMENTAL TESTING Addrass: Adioss: f
2417 Bond Street, University Park, IL 60484 Chain of Gustody Number:
Phone: 7085345200  Fax: 708.534.5211 Address: Address:
Phone: Phone: Page of . .
Fax: Fax: ‘,
Temperature °C of Cooler: / { / ’
E-Mall: PO#/Referencef ’
Cliﬂﬂi—Té l,\ A l Gllent Projest # Preservative Preservative Key
< 1. HCL, Coolto 4°
- 2. H2804, Cool to 4°
Project Name Parameter 3. HNOS, Gool to 4°
4. NaOH, Cool to 4°
Pioje tLocaﬂon/State Lab Project # . 5. NaOH/Zn, Cooltod® | ...
NN { %‘b 0o ST K‘/ ? gigiisgi
Sa r La A 8, N vvvvvvvvvvvv
P v MQueer "Prhad W 1T R R
a g
o g Sampling 5 =
£ =}
312 Sample ID Pate Time 5 g 8 Comments
n o ') S L N NN
[/ 1DGT LGS 15T
. ST
R 0GS 6714 |0
[2 DGO bloty) Qo5
] ¢ Dup 210
= ¥
/&l |Dowr g7 |
/| (/9 N S 99y
/9 O 3¢
£ SRS
/g | Ex. 6 Personal Privacy (PP) i| -1 ,5
L3
AD /i3S
Turnarolrer mime megpreurumemessyyy Sample Disposal
@{u ;&?Dﬁ ft e? ays ___ 5Days ___ ——10Deys __16Days __ Other Return to Client Disposal by Lab Archivefor (A fee may be assessed if samples are retained fonger than 1 month)
\"’R&ﬁ uished By ompany Date Tipe, , Recelv fs ompany  Dat / /
g q )
S o A L /[ et -Cpt BJl) 1 Bosn|  wenl ]
ﬁ‘erinquished By Company Date Time Received By Co any Time . 7]
s _[[4
Relinquished By Company Date Time Recelved By Company Date ered !‘————~
Hand Delivere
Matrix Key Client Comments Lab Comments:
WW - Wastewater SE - Sediment
W - Water S0 - Soil
8 - Soil L~ Leachate
Sl - Sludge Wi - Wipe
MS - Miscellaneous DW - Drinking Water
OL -0l O - Other
A-Alr

Page 90 of 92

6/1g25% 4%



EPA-R5-2019-007454_0001508

MS - Miscellaneous
OL-Oll
A~ Air

DW - Drinking Water
O - Other

Page 91 of 92

/1812074

® {optional) {optional) c h 2 f C t d R d 3
Report To Bili To
estAmerica = C ain of Custody Recor
ontact: ontact; :
Company: Company: Lab Job #: ﬁ &’ 0 - 7 f/y 0 90 :
THE LEADER IN ENVIRONMENTAL TESTING A A - »
058! ress: |
2417 Bond Street, University Park, IL 60484 Chaln of Gustody Number. !
Phone: 708.634.5200  Fax: 708.534.5211 Address: Address:
Phona: Phone: Page of
Fax: Fax: / /
E-Ml: PO/Rsferences Temperature °G of Cooler: (
CICenth [/ ]/')’ u . Client Project # Preservative Preservative Key
Tecn [Filoy 1. HOL, Cool to 4°
. 2. H2804, Cool to 4°
Project Name Paramater 3, HNOS, Coolto 4°
4. NaOH, Cool to 4°
Prajegt Location/State e, Lab Prject # 5. NaOH/Zn, Coolto4° | .o
Adan { é% 0O S5 o 6. NaHS04
| Sampler Lab L J 7. Goolto4° )
g o .~ g 8. None
Tl)i T MCQM&V\ Q/\ ol \/\/F\ 9 Wt 9. Other
3 8
2 2 Sampling 5 x
o [T 4
4 ~ Date Tme 28] 2 Comments
A/ (e | 187 )
R P2
Ex. 6 Personal Privacy (PP) \HYo
X , 4 N ’ ;
M) o Blabe— }4,6{7 Mw
: ﬂ' t YA
Turnaround Time Required (Business Days) Sample Disposal
1D 2D 5D 7 Days 10D 5D |
R_eaueste?Dﬁ?f)ate ays .SDays__7Days __10Days___15Days Other Ratum to Client Disposal by Lab Achivafor____ Months (A fee may be assessed if samples are retalned longer than 1 month)
.
uished By pany ~ Daj ime Recelve ormpan Date, Ti
o WA L e [TON/Y 08 AT YA/ Y R —
Relinquished By CGmpany Date Tims Received By Comp ny Date Tie
Relinquished By Company Date Time Recalved By Cornpany Date Time R
Hand De!iveredl
Matrix Key Cllent Comments Lab Comments:
WW - Wastewater 3E - Sediment
W~ Water 80 - Sail
S~ Soll L - Leachate
SL - Sludge Wi - Wipe
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Login Sample Receipt Checklist

Client: Autumnwood Consultants Job Number: 500-78604-1

Login Number: 78604 List Source: TestAmerica Chicago
List Number: 1
Creator: Scott, SherriL

Question Answer Comment
Radioactivity wasn't checked or is </= background as measured by a survey True
meter.

The cooler's custody seal, if present, is intact. True
Sample custody seals, if present, are intact. True
The cooler or samples do not appear to have been compromised or True
tampered with.

Samples were received on ice. True
Cooler Temperature is acceptable. True
Cooler Temperature is recorded. True 1.1
COC is present. True
COC is filled out in ink and legible. True
COC is filled out with all pertinent information. True
Is the Field Sampler's name present on COC? True
There are no discrepancies between the containers received and the COC. False
Samples are received within Holding Time. True
Sample containers have legible labels. True
Containers are not broken or leaking. False
Sample collection date/times are provided. True
Appropriate sample containers are used. True
Sample bottles are completely filled. True
Sample Preservation Verified. True
There is sufficient vol. for all requested analyses, incl. any requested True
MS/MSDs

Containers requiring zero headspace have no headspace or bubble is True
<6mm (1/4").

Multiphasic samples are not present. True
Samples do not require splitting or compositing. True
Residual Chiorine Checked. N/A

TestAmerica Chicago
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